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1. Introduction

Thank you for purchasing the OMRON Automatic Upper Arm Blood
Pressure Monitor. This blood pressure monitor uses the oscillometric
method of blood pressure measurement. This means this monitor
detects your blood movement through your brachial artery and
converts the movements into a digital reading. User’s blood pressure
can be measured non-invasively and simply in the home environment,
and allows healthy individuals, patients with hypertension, patients
with health-conscious individuals to get an accurate indication of any
changes in blood pressure in a general household situation.

1.1 Safety Instructions

This instruction manual provides you with important information
about the OMRON Automatic Upper Arm Blood Pressure Monitor.

To ensure the safe and proper use of this monitor, READ and
UNDERSTAND all of the safety and operating instructions. If you do
not understand these instructions or have any questions, contact
your OMRON retail outlet or distributor before attempting to

use this monitor. For specific information about your own blood
pressure, consult with your physician.

1.2 Intended Purpose

This device is a digital monitor intended for use in measuring

blood pressure and pulse rate in adult patient population who can
understand this instruction manual with the arm circumference 17 -
42 cm. Users may include patients themselves. The device detects the
appearance of irregular heartbeats during measurement and indicates
this via a symbol with the measurement results. It is mainly designed
for multiple use by multiple patients for general household use.

1.3 Receiving and Inspection

Remove this monitor from the packaging and inspect for damage. If
this monitor is damaged, DO NOT USE and consult with your OMRON
retail outlet or distributor.

2. Important Safety Information

Read the Important Safety Information in this instruction manual
before using this monitor. Follow this instruction manual thoroughly
for your safety.

Keep for future reference. For specific information about your own
blood pressure, CONSULT WITH YOUR PHYSICIAN.

Indicates a potentially hazardous
A\ 2.1 Warning situation which, if not avoided, could
result in death or serious injury.

DO NOT use this monitor on infants, toddlers, children or persons
who cannot express themselves.

DO NOT adjust medication based on readings from this blood pressure
monitor. Take medication as prescribed by your physician. ONLY a
physician is qualified to diagnose and treat high blood pressure.

DO NOT use this monitor on an injured arm or an arm under medical
treatment.

DO NOT apply the arm cuff on your arm while on an intravenous
drip or blood transfusion.

DO NOT use this monitor in areas containing high frequency (HF)
surgical equipment, magnetic resonance imaging (MRI) equipment,
computerized tomography (CT) scanners. This may result in incorrect
operation of the monitor and/or cause an inaccurate reading.

DO NOT use this monitor in oxygen rich environments or near
flammable gas.

Consult with your physician before using this monitor if you have
common arrhythmias such as atrial or ventricular premature beats

or atrial fibrillation; arterial sclerosis; poor perfusion; diabetes;
pregnancy; pre-eclampsia or renal disease. NOTE that any of these
conditions in addition to patient motion, trembling, or shivering may
affect the measurement reading.

NEVER diagnose or treat yourself based on your readings. ALWAYS
consult with your physician.

To help avoid strangulation, keep the air tube and AC adapter cable
away from infants, toddlers and children.

This product contains small parts that may cause a choking hazard if
swallowed by infants, toddlers and children.

AC Adapter (optional accessory) Handling and Usage

« DO NOT use the AC adapter if this monitor or the AC adapter cable is
damaged. If this monitor or the cable is damaged, turn off the power
and unplug the AC adapter immediately.

Plug the AC adapter into the appropriate voltage outlet. DO NOT
use in a multi-outlet plug.

NEVER plug in or unplug the AC adapter from the electric outlet
with wet hands.

DO NOT disassemble or attempt to repair the AC adapter.



Battery Handling and Usage
« Keep batteries out of the reach of infants, toddlers and children.

Indicates a potentially hazardous situation
which, if not avoided, may result in minor

or moderate injury to the user or patient or
damage to the equipment or other property.

/\ 2.2 Precaution

Stop using this monitor and consult with your physician if you
experience skin irritation or discomfort.

Consult with your physician before using this monitor on an arm
where intravascular access or therapy, or an arteriovenous (A-V)
shunt, is present because of temporary interference to blood flow
and could result in injury.

Consult with your physician before using this monitor if you have
had a mastectomy or lymph node clearance.

Consult with your physician before using this monitor if you have severe
blood flow problems or blood disorders as cuff inflation can cause bruising.
DO NOT take measurements more often than necessary because
bruising, due to blood flow interference, may occur.

ONLY inflate the arm cuff when it is applied on your upper arm.
Remove the arm cuff if it does not start deflating during a
measurement.

DO NOT use this monitor for any purpose other than measuring
blood pressure.

During measurement, make sure that no mobile device or any other
electrical device that emit electromagnetic fields is within 30 cm of
this monitor. This may result in incorrect operation of the monitor
and/or cause an inaccurate reading.

DO NOT disassemble or attempt to repair this monitor or other
components. This may cause an inaccurate reading.

DO NOT use in a location where there is moisture or a risk of water
splashing this monitor. This may damage this monitor.

DO NOT use this monitor in a moving vehicle such as in a car or on an
aircraft.

DO NOT drop or subject this monitor to strong shocks or vibrations.
DO NOT use this monitor in places with high or low humidity or high
or low temperatures. Refer to section 6.

During measurement, observe the arm to ensure that the monitor is
not causing prolonged impairment to blood circulation.

DO NOT use this monitor with other medical electrical (ME)
equipment simultaneously. This may result in incorrect operation
and/or cause an inaccurate reading.

Avoid bathing, drinking alcohol or caffeine, smoking, exercising and
eating for at least 30 minutes before taking a measurement.

Rest for at least 5 minutes before taking a measurement.

Remove tight-fitting or thick clothing from your arm while taking a
measurement.

Remain still and DO NOT talk while taking a measurement.

ONLY use the arm cuff on persons whose arm circumference is
within the specified range of the cuff.

Ensure that this monitor has acclimated to room temperature before
taking a measurement. Taking a measurement after an extreme
temperature change could lead to an inaccurate reading. OMRON
recommends waiting for approximately 2 hours for the monitor to warm
up or cool down when the monitor is used in an environment within the
temperature specified as operating conditions after it is stored either at
the maximum or at the minimum storage temperature. For additional
information on operating and storage/transport temperature, refer to
section 6.

DO NOT use this monitor after the durable period has ended. Refer
to section 6.

DO NOT crease the arm cuff or the air tube excessively.

DO NOT fold or kink the air tube while taking a measurement. This
may cause an injury by interrupting blood flow.

To unplug the air plug, pull on the plastic air plug at the base of the
tube, not the tube itself.

ONLY use the AC adapter, arm cuff, batteries and accessories
specified for this monitor. Use of unsupported AC adapters, arm cuffs
and batteries may damage and/or may be hazardous to this monitor.
ONLY use the approved arm cuff for this monitor. Use of other arm
cuffs may result in incorrect readings.

Inflating to a higher pressure than necessary may result in bruising
of the arm where the cuff is applied. NOTE: refer to “If your systolic
pressure is more than 210 mmHg"” in section 11 of instruction
manual (2 for additional information.

Read and follow the “Correct Disposal of This Product”in section 7 when
disposing of the device and any used accessories or optional parts.
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AC Adapter (optional accessory) Handling and Usage
Fully insert the AC adapter into the outlet.

When unplugging the AC adapter from the outlet, be sure to safely
pull from the AC adapter. DO NOT pull from the AC adapter cable.
When handling the AC adapter cable:

Do not damage it./ Do not break it. / Do not tamper with it.

DO NOT pinch it. / Do not forcibly bend or pull it. / Do not twist it.
DO NOT use it if it is gathered in a bundle.

DO NOT place it under heavy objects.

Wipe any dust off of the AC adapter.

Unplug the AC adapter when not in use.

Unplug the AC adapter before wiping this monitor.

Battery Handling and Usage

- DO NOT insert batteries with their polarities incorrectly aligned.
ONLY use 4 “AA” alkaline or manganese batteries with this monitor.
DO NOT use other types of batteries. DO NOT use new and used
batteries together. DO NOT use different brands of batteries together.
Remove batteries if this monitor will not be used for a long period of
time.

If battery fluid should get in your eyes, immediately rinse with
plenty of clean water. Consult with your physician immediately.

If battery fluid should get on your skin, wash your skin immediately
with plenty of clean, lukewarm water. If irritation, injury or pain
persists, consult with your physician.

DO NOT use batteries after their expiration date.

Periodically check batteries to ensure they are in good working
condition.

2.3 General Notices

« To stop a measurement, press the [START/STOP] button while taking
ameasurement.

When you take a measurement on the right arm, the air tube should
be at the side of your elbow. Be careful not to rest your arm on the
air tube.

Blood pressure may differ between the right and left arm, and
may result in a different measurement value. Always use the same
arm for measurements. If the values between both arms differ
substantially, check with your physician on which arm to use for
your measurements.

When using an optional AC adapter, make sure not to place your
monitor in a location where it is difficult to plug and unplug the
AC adapter.

Battery Handling and Usage

- Disposal of used batteries should be carried out in accordance with
local regulations.

« The supplied batteries may have a shorter life span than new batteries.

Remember to have a record of your blood pressure and pulse
readings for your physician. A single measurement does not provide
an accurate indication of your true blood pressure.

Please use the Blood Pressure Diary to keep records of several
readings over a certain period of time. To download PDF files of the
diary, visit www.omron-healthcare.com.




3. Error Messages and Troubleshooting
If any of the below problems occur during measurement, check to make sure that no other electrical device is within 30 cm. If the problem persists,
please refer to the table below.

Display/Problem

T

Possible Cause

The [START/STOP] button was pressed

while the arm cuff is not applied.

Air plug is not completely plugged
into the monitor.

appears or the
arm cuff does not

inflate. The arm cuff is not applied correctly.

Air is leaking from the arm cuff.

You move or talk during a

measurement and the arm cuff does

not inflate sufficiently.

Due to the systolic pressure is above
10 mmHg, a measurement cannot
e taken.

The arm cuff is inflated exceeding the

appears or a
measurement
cannot be
completed after the
arm cuff inflates.

appears maximum allowable pressure.
You move or talk during a

appears measurement. Vibrations disrupt a
measurement.
The pulse rate is not detected

GRRES correctly.

appears

does not flash during
ameasurement

Solution

Press the [START/STOP] button again to turn the monitor
off. After inserting the air plug securely and applying the
arm cuff correctly, press the [START/STOP] button.

Insert the air plug securely.

Apply the arm cuff correctly, then take another
measurement. Refer to section 5 of instruction manual (2.

Replace the arm cuff to the new one. Refer to section 12
of instruction manual (2.

Remain still and do not talk during a measurement. If
“E2" appears repeatedly, inflate the arm cuff manually
until the systolic pressure is 30 to 40 mmHg above your
previous readings. Refer to section 11 of instruction
manual (2),

Do not touch the arm cuff and/or bend the air tube while
taking a measurement. If inflating the arm cuff manually,
refer to section 11 of instruction manual (2.

Remain still and do not talk during a measurement.

Apply the arm cuff correctly, then take another
measurement. Refer to section 5 of instruction manual (2.
Remain still and sit correctly during a measurement.

If the “ & " symbol continues to appear, we recommend
you to consult with your physician.
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Display/Problem
E[‘ appears
':E flashes

appears or the
monitor is turned
E off unexpectedly
during a
measurement

Nothing appears on the
display of the monitor.

Readings appear too high
or too low.

Any other problem occurs.

Possible Cause
The monitor has malfunctioned.

Batteries are low.

Batteries are depleted.

Battery polarities are not properly
aligned.

Solution

Press the [START/STOP] button again. If “Er” still appears,
contact your OMRON retail outlet or distributor.
Replacing all 4 batteries with new ones is recommended.
Refer to section 3 of instruction manual (2.

Immediately replace all 4 batteries with new ones. Refer
to section 3 of instruction manual @.

Check the battery installation for proper placement. Refer
to section 3 of instruction manual (2.

Blood pressure varies constantly. Many factors including stress, time of day, and/or how you
apply the arm cuff, may affect your blood pressure. Review section 2 of instruction manual (2,
Press the [START/STOP] button to turn the monitor off, then press it again to take a measurement.
If the problem continues, remove all batteries and wait for 30 seconds. Then re-install batteries.

If the problem still persists, contact your OMRON retail outlet or distributor.



4. Limited Warranty

Thank you for buying an OMRON product. This product is constructed of high quality materials and great care has been taken in its manufacturing.

It is designed to give you every satisfaction, provided that it is properly operated and maintained as described in the instruction manual.

This product is warranted by OMRON for a period of 5 years after the date of purchase. The proper construction, workmanship and materials of

this product is warranted by OMRON. During this period of warranty OMRON will, without charge for labour or parts, repair or replace the defect

product or any defective parts.

The warranty does not cover any of the following:

A. Transport costs and risks of transport.

B. Costs for repairs and / or defects resulting from repairs done by unauthorised persons.

C. Periodic check-ups and maintenance.

D. Failure or wear of optional parts or other attachments other than the main device itself, unless explicitly warranted above.

E. Costs arising due to non-acceptance of a claim (those will be charged for). m

F. Damages of any kind including personal caused accidentally or from misuse.

G. Calibration service is not included within the warranty.

H. Optional parts have a one (1) year warranty from date of purchase. Optional parts include, but are not limited to the following items: cuff and
cuff tube.

Should warranty service be required please apply to the dealer whom the product was purchased from or an authorised OMRON distributor. For

the address refer to the product packaging / literature or to your specialised retailer. If you have difficulties in finding OMRON customer services,

contact us for information:

www.omron-healthcare.com

Repair or replacement under the warranty does not give rise to any extension or renewal of the warranty period.

The warranty will be granted only if the complete product is returned together with the original invoice / cash ticket issued to the consumer by the

retailer.
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5. Maintenance
5.1 Maintenance

To protect your monitor from damage, follow the directions below:
Changes or modifications not approved by the manufacturer will void the user warranty.

I /\Precaution

DO NOT disassemble or attempt to repair this monitor or other components. This may cause an inaccurate reading.

5.2 Storage
« Keep your monitor in the storage case when not in use.
1.Gently fold the air tube into the arm cuff. Note: Do not bend or crease the air tube excessively.
2.Place your monitor and other components in the storage case.
« Store your monitor and other components in a clean, safe location.
« Do not store your monitor and other components:
« If your monitor and other components are wet.
« In locations exposed to extreme temperatures, humidity, direct sunlight, dust or corrosive vapors such as bleach.
« In locations exposed to vibrations or shocks.

5.3 Wiping the Monitor

« Do not use any abrasive or volatile cleaners.

« Use a soft dry cloth or a soft cloth moistened with mild (neutral) detergent to wipe your monitor and arm cuff, and then wipe them with a dry
cloth.

«+ Do not wash or immerse your monitor and arm cuff or other components in water.

« Do not use gasoline, thinners or similar solvents to wipe your monitor and arm cuff or other components.

5.4 Calibration and Service

« The accuracy of this blood pressure monitor has been carefully tested and is designed for a long service life.

« Itis generally recommended to have the unit inspected every two years to ensure correct functioning and accuracy. Please consult your
authorised OMRON dealer or the OMRON Customer Service at the address given on the packaging or attached literature.



6. Specifications

Product description Automatic Upper Arm Blood Pressure Monitor
Product category Electronic Sphygmomanometers
Model (code) M3 (HEM-7154-E) Display LCD digital display
Cuff pressure range 0to 299 mmHg Pulse measurement range 40 to 180 beats / min.
Blood pressure measurement range SYS: 60 to 260 mmHg / DIA: 40 to 215 mmHg
Accuracy Pressure: £3 mmHg / Pulse: 5% of display reading
Inflation Automatic by electricpump  Deflation Automatic pressure release valve
Measurement method Oscillometric method Operating mode Continuous operation
IP classification Monitor: IP20 / Optional AC adapter: IP21 (HHP-CMO1) or IP22 (HHP-BFHO1)
Rating DC6V4.0W Applied part Type BF (arm cuff)
Power source 4"AA"batteries 1.5V or optional AC adapter (INPUT AC 100 - 240V 50 - 60 Hz 0.12 - 0.065 A)
Battery life Approximately 1000 measurements (using new alkaline batteries)
Durable period (Service life) Monitor: 5 years or 30000 times of use, whichever comes first. / Cuff: 5 years or
10000 times of use, whichever comes first. / Optional AC adapter: 5 years
Operating conditions +10 to +40 °C/ 15 to 90% RH (non-condensing) / 800 to 1060 hPa
Storage / Transport conditions -20 to +60 °C/ 10 to 90% RH (non-condensing)
Contents Monitor, arm cuff (HEM-RML31), 4 “AA” batteries, storage case, Instruction Manual (D and 2

Protection against electric shock  Internally powered ME equipment (when using only batteries)
Class Il ME equipment (optional AC adapter)

Weight Monitor: approximately 310 g (not including batteries) / Arm cuff: approximately 170 g

Dimensions (approximately value) Monitor: 105 mm (W) X 87 mm (H) x 153 mm (L)
Arm cuff: 145 mm x 594 mm (air tube: 750 mm)

Memory Stores up to 60 readings per user

Note

« These specifications are subject to change without notice.

« This monitor is clinically investigated according to the requirements of EN ISO 81060-2:2014 and complies with EN ISO 81060-2:2014 and
EN ISO 81060-2:2019 + A1:2020. In the clinical validation study, K5 was used on 85 subjects for determination of diastolic blood pressure.

« IP classification is degrees of protection provided by enclosures in accordance with IEC 60529. This monitor and optional AC adapter are
protected against solid foreign objects of 12.5 mm diameter and greater such as a finger. The optional AC adapter HHP-CMO1 is protected
against vertically falling water drops which may cause issues during a normal operation. The optional AC adapter HHP-BFHOT1 is protected
against oblique falling water drops which may cause issues during a normal operation.
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7. Correct Disposal of This Product (Waste Electrical & Electronic Equipment)

This marking shown on the product or its literature, indicates that it should not be disposed of, with other household wastes at the

end of its working life.

To prevent possible harm to the environment or human health from uncontrolled waste disposal, please separate this product from

other types of wastes and recycle it responsibly to promote the sustainable reuse of material resources.

Household users should contact either the retailer where they purchased this product, or their local government office, for details of [ ]
where and how they can return this item for environmentally safe recycling.

Business users should contact their supplier and check the terms and conditions of the purchase contract. This product should not be mixed with
other commercial waste for disposal.

8. Important Information Regarding Electromagnetic Compatibility (EMC)

HEM-7154-E conforms to EN 60601-1-2:2015+A1:2021 Electromagnetic Compatibility (EMC) standard.
Further documentation in accordance with this EMC standard is available at
www.omron-healthcare.com

Refer to the EMC information for HEM-7154-E on the website.

9. Guidance and Manufacturer’s Declaration

This blood pressure monitor is designed according to the European Standard EN1060, Non-invasive sphygmomanometers Part 1: General
Requirements and Part 3: Supplementary requirements for electromechanical blood pressure measuring systems.

This OMRON product is produced under the strict quality system of OMRON HEALTHCARE Co., Ltd., Japan. The Core component for OMRON
blood pressure monitors, which is the Pressure Sensor, is produced in Japan.

Please report to the manufacturer and the competent authority of the Member State in which you are established about any serious incident
that has occurred in relation to this device.
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For indoor use only
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B La marca del manguito G5 dnamy sy ol 5 LE
debe colocarse sobre la arteria S

INDEX |Range pointer and brachial artery alignment

position

m Pointeur de plage et
position d'alignement sur
l'artére brachiale

Ea Bereichsanzeiger und
Ausrichtungsposition mit
der Oberarmarterie
Puntatore e posizione
diallineamento dell'arteria
brachiale

B Indicacion de las

m Bereikaanduiding en
positie voor uitlijning met
slagader

m Monoxeve
COBMeLLeHNA yKasatena
[AvanasoHa u rnjieyeson
apTepun

Aralik isaretgisi ve kol
arteri hizalama konumu

ﬂn Indicateur de plage de
circonférence du bras, pour
la sélection de la taille de
brassard adaptée

Bereikindicator voor
armomtrek om te helpen
bij het kiezen van de juiste
manchetmaat

B3 ereichsanzeige fiir den [[] Cumeon ananasora

Armumfang zur Auswahl der
richtigen Manschettengrof3e

Indicatore degli
intervalli di circonferenze
braccio per la scelta della
misura di bracciale corretta

OKPY>XHOCTU Myeya Ans
riomoLy npw noaéope
npaBUbHOrO pasmepa
MaHeTbl

Dogru kolluk dlgtistinii
bulmaya yardimci olan kol
cevresi aralik gostergesi

A indicador de las
medidas del perimetro
de brazo para ayudarle a
seleccionar el tamafo de
manguito correcto

SPPNRETRENII AR
esall aaall aaas e saclill
Lzl 20

RN . <
Ol g B3l palall
(gl

medidas y posicion de
alineacion con la arteria

braquial

QUALITY
PASS

Manufacturer’s quality control mark

|[Ed Marque de controle de Symbool voor kwaliteits-

controle van fabrikant

[ omera npousso-
ANTENA O KOHTPOJe KayecTBa

la qualité du fabricant

B3 Qualitiitskontroll-
zeichen des Herstellers

Contrassegno controllo Ureticinin kalite kontrol

qualita del produttore

isareti

I Marca del control de

RURIECCERA AR |
calidad del fabricante o ool

Axiad) 48,80 dalal)

SD4
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LATEX FREE(Not made with natural rubber latex

m Ne contient pas de latex m Bevat geen

de caoutchouc naturel natuurrubberlatex

B3 Enthilt kein Naturlatex  [[I¥] He conepxur

Non contiene lattice di HaTypanbHbIi natekc

gomma naturale Dogal kauguk lateksten

A No contiene latexde  tiretilmemistir

caucho natural a8 53 a3 [AR]
oranall LUl &5y

Arm circumference
[E Circonférence dubras  [XTH Armomtrek

E3 Armumfang m OKpy>HOCTb Nneva
Circonferenza del braccio Kol gevresi

m Perimetro de brazo 1)U e m

Need for the user to follow this instruction
manual thoroughly for your safety.

(Background: blue)
m Lutilisateur doit suivre
attentivement ce mode
d’emploi pour votre sécurité.
(Fond : bleu)

33 Damit die Sicherheit
gewahrleistet ist, muss

der Benutzer diese
Gebrauchsanweisung
sorgfaltig befolgen.
(Hintergrund: blau)

Per la propria sicurezza,
I'utente deve seguire
attentamente il presente
manuale di istruzioni.
(Sfondo: blu)

E Es necesario que el
usuario siga rigurosamente
este manual de instrucciones
para su seguridad.

(Fondo: azul)

Noodzaak voor de
gebruiker om zich voor de
eigen veiligheid zorgvuldig
aan deze gebruiksaanwijzing
te houden.
(Achtergrond: blauw)
m B uensx obecrneueHus
6e30MnacHoOCTY CTPOro
CrieflyiTe yKa3aHUAM B
[laHHOM PyKOBOZICTBE M0
akcnnyataumy. (DoH: crHnin)
Givenlik agisindan
kullanicinin bu kullanim
kilavuzuna dikkatle uymasi
gerekir. (Arka plan: mavi)
BEPRIRICIRERN AR |
il 853 5l ol )
e Jaliall 1 JalSIG culals Y
(+18, ridlall) Al

Direct current

A Corriente alterna

m Courant continu Gelijkstroom

[ Gleichstrom ¥ Mocrostmbii ok

Corrente diretta Dogru akim

A corriente directa JEEE] AR|
-~_~ |Alternating current

I3 courant alternatif Wisselstroom

X3 wechselstrom [V nepemertbiin tox

Corrente alternata Alternatif akim

sl all |AR]




Date of manufacture

M m Date de fabrication Productiedatum
3 Herstellungsdatum [V fara wsroroenenma
Data di fabbricazione Uretim tarihi
A Fecha de fabricacion S AR
Prohibited action
m Action interdite X8 verboden handeling
33 verbotene Aktion [ 3anpewentie geircrena
Operazione proibita [ Yasaklanmis eylem
A Accion prohibida JESOIN] AR |

Recycle mark

X: Material number

Y: Material abbreviation

Refer to 97/129/EC for more information.

Recycling instruction for packaging elements

m Instruction de recyclage pour
les éléments d'emballage

m Recycling-Anleitung fiir
Verpackungselemente

Istruzioni per il riciclaggio dei
componenti dellimballaggio

A instrucciones de reciclaje de los
elementos de embalaje

Hergebruikinstructies voor
verpakkingsonderdelen

m WHcTpyKUmA no nepepabotke
3M1EMEHTOB YMaKoBKM A/iA
DpaHummn

Ambal j 6geleri igin geri
donstirme talimati

ealial ygaill sale) ol ) m
Cal

m Marque de recyclage Recyclemarkering
X:Numérotation des X: Materiaalnummer
matériaux Y: Materiaalafkorting
Y : Abréviation pour les Raadpleeg 97/129/EG
matériaux voor meer informatie.
Voir 97/129/CE pour 3HaK nepepaboTku

plus d'informations.
Recyclingsymbol
X: Materialnummer
Y: Materialabkiirzung
Weitere Informationen
siehe 97/129/EG.

L1l Simbolo di riciclaggio
X: Codice materiale
Y: Abbreviazione
materiale
Fare riferimento a
97/129/CE per ulteriori
informazioni.

B Marca de reciclaje

X:Namero de material

Y: Abreviatura del material

Consulte 97/129/CE para
mas informacion.

X: Yncnosoe 0603Have-
Hyie MaTepuana

Y: CokpalieHune
matepuana

Obpartutecs k 97/129/EC
[NA NONYYeHNA AOMNONHN-
TenbHOM HPOpPMaLWN.

Geri donuistim isareti

X: Malzeme numarasi
Y: Malzeme kisaltmasi
Daha fazla bilgi igin bkz.
97/129/EC.
JUETPERER AR |
saldl 850X
saldl jlaial iy
97/129/EC =15
laslaall e all

SD6
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Instruction Manual

Automatic Upper Arm
Blood Pressure Monitor

SV Al i S Slea
£ e el Jual)
M3 (HEM-7154-E) 3 al

All for Healthcare @ Intellisense

IM2-HEM-7154-E-05-03/2024
2870429-6E

Read Instruction manual (1) and (2) before use.
@ Lire le mode d'emploi (D et (2) avant l'utilisation.
BH Lesen Sie vor der Verwendung die Gebrauchsanweisung (1 und (2.
Leggere il manuale di istruzioni (D e (2) prima dell'uso.
A Lea el manual de instrucciones (Dy (2) antes del uso.
Lees de gebruiksaanwijzing (D en (2) voor gebruik.
[ MpoutnTe pykoBOACTBO NO 3KcnnyaTaumm (D 1 (2 nepep UCMONb30BaHNEM.
Kullanmadan 6nce, kullanim kilavuzu (1D ve (@)'yi okuyun.
A2 J8 (@) 5 (D clals,y) Jaa 1,8 ER

Package Contents

@ Contenu de I'emballage

B3 Packungsinhalt

Contenuto della confezione
A Contenido del envase

M Inhoud van de verpakking
[ KomnnekT noctasku
Paketin icindekiler
5 gaall il sine EQ

Preparing for a Measurement
@ Préparation d'une mesure

BEH Vorbereiten einer Messung
Preparazione per la misurazione
A Preparacién para una medicién

30 minutes before
@ 30 minutes avant
B 30 Minuten vorher
30 minuti prima
A 30 minutos antes
[T 30 minuten ervoor
¥ 3a 30 munyT go

30 dakika 6nce

g ¥ lonae ol 05 MR

5 minutes before: Relax and rest.
[@ 5 minutes avant : détente et repos.

B3 5 Minuten vorher: ruhig hinsetzen.

5 minuti prima: rilassarsi e stare a riposo.
A 5 minutos antes: relajese y descanse.

M 5 minuten ervoor: ontspan en rust.

XY 3a 5 muHyT fo: paccnabbTech 1 oTAOXHUTE.
5 dakika 6nce: Gevseyin ve dinlenin.

ol s il 1@l8s 0 4l saay Gl U8

Installing Batteries

@ Mise en place des piles
B3 Einsetzen der Batterien
Installazione delle batterie
A Instalacion de las pilas

Een meting voorbereiden
[ MNoaroToska k U3MepeHuio
Olctim Hazirhg

ol dlaal el R

Batterijen plaatsen

[ YcraHoBKa anemeHTOB NuTaHUA
Pillerin Takilmasi

bl S i R

AA, 1.5V x4

Setting Date and Time

@ Réglage de la date et de I'heure
B8 Einstellen von Datum und Uhrzeit
Impostazione di data e ora

A Ajuste de la fecha y la hora

Set year > month > day > hour > minute.

IE3 Réglez 'année > le mois > le jour > les heures > les minutes.
D3 Stellen Sie Jahr > Monat > Tag > Stunde > Minute ein.
Impostare anno > mese > giorno > ora > minuti.

A Ajuste de afio > mes > dia > hora > minuto.

Instellen van jaar > maand > dag > uur > minuut.

[ YcraHosuTe roa > mecay > fieHb > yac > MUHyTa.

Yil > ay > glin > saat > dakika ayarlayin.

A58 < Aelull < pll < gl < o) o (X

Back / Forward @
(G Arriére / Avant 9
(I3 Zuriick / Vorwirts
Indietro / Avanti @

(@ Atras / Adelante
(® Terug / vooruit
(Y Hazapn / Bnepen
ileri / Geri
il / ¢ sa) (D

Datum en tijd instellen
[ YcraHoska aaTbl v BpemeHu
Tarih ve Saatin Ayarlanmasi

Gl s i gl v [

Hour
AV,
- 2038
| »
L 2 ', Minute

Applying the Cuff on the Left Arm

@ Pose du brassard sur le bras gauche [ De manchet op de linkerarm aanbrengen

BEH Anbringen der Manschette am linken Arm [ PacnonoxeHne maH»KeTbl Ha IeBOI pyKe
Applicazione del bracciale sul braccio sinistro Kollugun Sol Kola Takilmasi
H Colocacion del manguito en el brazo izquierdo

Ol g1, e g lall Ly 5 ol (X

@Tube side of the cuff should be 1 - 2 cm above the inside elbow.

IE3 Le coté tuyau du brassard doit étre positionné 1 & 2 cm au-dessus de l'intérieur du coude.
DB Das Manschettenstiick mit dem Schlauch muss 1 bis 2 cm oberhalb des Ellbogens liegen.
Il lato del bracciale con il tubo deve trovarsi al di sopra dellinterno del gomito, a una distanza di circa 10 2 cm.
A El lado del tubo del manguito debera quedar 1 0 2 cm por encima de la parte interna del codo.
De kant met de slang van de manchet moet 1 - 2 cm boven de binnenkant van de elleboog liggen.
Kpalh MaHXeTbl C TpyOKOW [JOMKEH HAXOANTLCA Ha 1-2 CM BbilLe JIOKTEBOrO crnba.

Kollugun boru tarafi, dirsek icinin 1 ila 2 cm Usttinde olmalidir.

(Al e e Y Y n Lt Lall Ty 21 (e 5 A il e of oy T

Make sure that air tube is on the inside of your arm and wrap the cuff
securely so it can no longer slip round.

IE Assurez-vous que le tuyau 2 air se trouve du coté intérieur de votre bras et enroulez fermement
le brassard de maniére qu'il ne puisse plus tourner.

B3 Stellen Sie sicher, dass der Luftschlauch an der Arminnenseite sitzt, und befestigen Sie die
Manschette sicher, so dass sie nicht verrutscht.

Assicurarsi che il tubo dell'aria si trovi allinterno del braccio e avvolgere il bracciale saldamente in modo che non possa ruotare.

EH Asegurese de que el tubo de aire se encuentra en la cara interna del brazo y enrolle el manguito
con firmeza para que no pueda deslizarse.

Zorg ervoor dat de luchtslang zich aan de binnenkant van uw arm bevindt en wikkel de manchet
stevig rond uw arm zodat deze niet meer kan wegglijden.

[ Y6eautecs, uto Bo3ayxoBoAHaA TPy6Ka HAXOAMTCA Ha BHYTPEHHei MOBEPXHOCTY Maeya 1
HaeXKHO 0BepPHYTE MaHXKeTy, YTOObl OHa He MPOKPYUMBaNach BOKPYT PYKW.

Hava borusunun kolunuzun i tarafinda oldugundan emin olun ve kollugu kaymayacak sekilde sabit sekilde sarin.

£ a3 Y s lSal e Ll a3 il e 3 LRI Calall e ol sell psha 2 of e S B

If taking measurements on the right arm, refer to:

IE Pour la prise de mesures au bras droit, voir :
Bei Messungen am rechten Arm siehe:

Se la misurazione viene eseguita al braccio
destro, fare riferimento a:

A siva a realizar mediciones en el brazo derecho, consulte:

Als u metingen aan de rechterarm uitvoert, raadpleeg dan:
Mpu n3mepeHUn Ha NPaBom pyKe CM:

Sag koldan 6l¢lim yapiyorsaniz asagidakilere bakin:

(ol ) eI 1A e Gl ol pa) s
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Sitting Correctly

@ Position assise correcte

BH Korrekte Kérperhaltung

Come sedere nel modo corretto
H Cémo sentarse correctamente

Correct zitten
[ Capbre npaBunbHo
Diizglin Oturma
a JSEs sl B

0 Sit comfortably with your back and arm supported.
[ S'asseoir confortablement de maniére a ce que le dos et le bras soient bien soutenus.
[P Bequem hinsetzen, mit dem Riicken anlehnen und den Arm auf eine Unterlage legen.
Sedere comodamente con la schiena e il braccio ben sostenuti.
A Siéntese cdmodamente de modo que la espalday el brazo estén bien apoyados.
Neem een comfortabele zitpositie in, met uw rug en arm ondersteund.
W Capbre yno6Ho, uTobbl CviHa 1 pyKa OnNMpanich Ha uto-nm6o.
Sirtiniz ve kolunuz desteklenerek rahat bir sekilde oturun.
il g g A edall S g e IS5 i) BT

@) Place the arm cuff at the same level as your heart.
E3 Le brassard doit se trouver au méme niveau que votre coeur.
DB Die Manschette auf Herzhdhe platzieren.
Posizionare il bracciale allo stesso livello del cuore.
A Coloque el manguito al mismo nivel que el corazén.
Plaats de armmanchet op hetzelfde niveau als uw hart.
[ MarkeTa gomxHa HaXOAUTbCA Ha YPOBHE CepaLa.

Kollugu kalbinizle ayni diizeye getirin.
s I (5 e 3 g )3 e Lall Loy 0 o B

@ Keep feet flat, legs uncrossed, remain still and do not talk.
IE3 Garder les pieds a plat, les jambes non croisées, ne pas bouger et ne pas parler.
DX FiRe flach auf den Boden stellen, die Beine nicht kreuzen, still halten und nicht sprechen.
Tenere i piedi ben poggiati, non incrociare le gambe, rimanere fermi e non parlare.
[ Mantenga los pies planos, las piernas sin cruzar, quédese quieto y no hable.
Houd de voeten plat, benen niet gekruist, zit stil en praat niet.
[ MocTasbTe HOrM poBHO, He NepeKpelLMBas 1x, He ABUraliTeCh 1 He pasroBapuBaliTe.
Ayaklarinizi diiz, bacaklarinizi agik tutun, hareketsiz kalin ve konusmayin.
JUIVCCR PRE: K S - ISP FEAPRE PET- WS NP FSPRNE JEIE-J5AN) AR |

yA Selecting User ID (1 or 2)
@ Sélection de I'ID Utilisateur (1 ou 2) Gebruikers-ID selecteren (1 of 2)

L3 Bui6epute ngeHtudukatop
nonb3osatens (1 nnu 2)
Kullanici Kimligini Se¢me (1 veya 2)
(Y 51 ) b Aalall axdiall 4 0 aaas (R

B3 Auswahl der Benutzer-ID (1 oder 2)

Selezione dell'lD UTENTE (1 0 2)
A Seleccién de ID de usuario (1 0 2)

Switching user ID enables you to save readings for 2 people.

[E Changer d'ID Utilisateur permet d'enregistrer les résultats pour 2 personnes.
B3 Mit verschiedenen Benutzer-IDs lassen sich Messwerte fiir 2 Personen speichern.
Cambiare ID utente permette di registrare i risultati relativi a 2 persone.
[ Cambiar de ID de usuario le permite guardar las lecturas de 2 personas.
Door het wisselen van gebruikers-ID kunt u metingen voor 2 personen opslaan.
[ Nepekniouerne naeHTduKaTopa Nonb3oBaTens NO3BOAAET COXPAHATL Pe3yNnbTaTbl A8 2-X loaeii.
Kullanicr kimlikleri arasinda gegis yapma, 2 kisi icin 6lciim degerlerini kaydetmenizi saglar.
Ol o) il s aaiadl) G e Jpas AiSe) ol s B



Taking a Measurement
@ Réalisation d’'une mesure
EH Vornehmen einer Messung
Misurazione

H Obtencion de una lectura

[ E [) ’zﬁ
B |
’ [ » IEIJ
o |
o g

When the [START/STOP] button is pressed, the measurement is taken and saved
automatically.
IE Aprés une pression sur le bouton [START/STOP], la mesure démarre et le résultat est enregistré automatiquement.
[ Beim Driicken der Taste [START/STOP] erfolgt die Messung. Die Messwerte werden automatisch gespeichert.
Quando si preme il pulsante [START/STOP], la misurazione viene eseguita e salvata automaticamente.
A Al pulsar el botén [START/STOP], se obtiene la medicién, que se guarda automaticamente.
Wanneer op de knop [START/STOP] wordt gedrukt, wordt de meting automatisch uitgevoerd en opgeslagen.
[ Mocne Toro, kak kHomka [START/STOP] HaxaTa, n3MepeHie BbINOMHARTCA 1 COXPaHAETCA aBTOMaTUYeCKN.
[START/STOP] diigmesine basildiginda 6l¢iim yapilir ve otomatik olarak kaydedilir.

LAl adas 5 Gl 61 sa) S ([START/STOP] UJ ole batcall e

Een meting doen
L BuinonHeHve nsmepenuin
Olgiim Yapma
il o)) [

&
]
Do)
2
&
]
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Taking a measurement in guest mode
I Réalisation d’'une mesure en mode Invité

[P Vornehmen einer Messung im Gast-Modus
Misurazione in modalita Ospite

A Obtencién de una lectura en modo de invitado

Een meting in gastmodus afnemen

[ BbinonHeHWe U3MepeHnii B rocTEBOM peXxnme

Konuk modunda &l¢tim yapma

RSN PICPINICRIgRE-IEN] AR |

The guest mode can be used to take a single measurement for another user.

No readings are stored in the memory.

[ Le mode Invité permet de mesurer la pression
artérielle d'une autre personne une seule fois. Les
résultats ne sont pas enregistrés dans la mémoire. andere gebruiker. Er worden geen metingen

P13 Soll eine einzelne Messung bei einem anderen opgeslagen in het geheugen.

Benutzer durchgefiihrt werden, kann dafiir der [Il] locteBom pexum ncnonb3yeTca A1 eauHUYHOTo
Gast-Modus aktiviert werden. Im Gast-Modus N3MepeHUA apTepranbHOro JaBneHns y
werden keine Messwerte gespeichert. apyroro nuua. Ecnv Bbi6paH rocteBol pexnm,

La modalita Ospite puo essere utilizzata per TO M3MEPEHNA He COXPAHAIOTCA B MAMATY.
eseguire una singola misurazione su un diverso Konuk modu, baska bir kisi icin tek bir 6l¢lim
utente. | risultati ottenuti non vengono memorizzati. yapmak Uzere kullanilabilir. Konuk modu

A Para realizar una Gnica medicién para otro secildiginde, 6lciim degerleri hafizada saklanmaz.
usuario, se puede utilizar el modo de invitado. Sanls ok Aae el jaY il win s plitd (Sa s E

Cuando se selecciona el modo de invitado, no o LS 501 Jals el i ol 3 Y AT pasid
se guardan lecturas.

1

De gastmodus kan worden gebruikt om
één enkele meting uit te voeren voor een

Checking Readings

@ Vérification des résultats
B3 Priifen der Messwerte
Controllo dei risultati

E Comprobacién de lecturas

Metingen bekijken
[ Mposepka pesynbratos
Olciim Degerlerini Kontrol Etme

PR IR Il AR |

Using Memory Functions

@ Utilisation des fonctions de mémoire
BH Verwendung der Speicherfunktionen
Uso delle funzioni di memoria

A Uso de las funciones de memoria

[ Geheugenfuncties gebruiken

[ cnonb3osaHue GpyHKLMM NamMATH

Hafiza Fonksiyonunun Kullaniimasi
3800 Cailla g Hlasind R
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Appears if “SYS” is 135 mmHg or above
and/or “DIA” is 85 mmHg* or above.

E3 S'affiche si « SYS » est égale ou supérieure & 135 mmHg
et/ou « DIA » égale ou supérieure a 85 mmHg*.

B3 wird angezeigt, wenn,SYS” 135 mmHg oder
mehr betragt und/oder wenn,DIA” 85 mmHg*
oder mehr betragt.

Viene visualizzato se la pressione sistolica “SYS”
€ pari o superiore a 135 mmHg e/o la pressione
diastolica “DIA” e pari o superiore a 85 mmHg*.

A Aparece si“SYS” es 135 mmHg o superior y/o
“DIA” es 85 mm Hg* o superior.

Verschijnt als “SYS” 135 mmHg of hoger is
en/of “DIA” 85 mmHg* of hoger is.

[ Oto6paxaertcs, ecnv «SYS» 135 MM.pT.CT.

1 Bblwe n/unu «DIA» 85 MM.PT.CT.* 1 BbiLLe.

"SYS” 135 mmHg ya da Gstiinde oldugunda
ve/veya “DIA” 85 mmHg* ya da Ustlinde
oldugunda gorinr.

S0 a5 ieddle VY0 iy "SYS" S Ja b ses [
S *Gaa 5 ) yialle Ao "DIA" 51/

Appears when an irregular rhythm** is detected during a measurement.
If it appears repeatedly, OMRON recommends to consult your physician.

E S'affiche lorsqu’un rythme irrégulier** est détecté pendant une mesure. S'il s'affiche a

plusieurs reprises, OMRON recommande de consulter votre médecin.

B3 Wird angezeigt, wenn wihrend einer Messung ein unregelmaBiger Herzschlag** festgestellt
wird. Wird das Symbol wiederholt angezeigt, empfiehlt OMRON, sich an Ihren Arzt zu wenden.

Viene visualizzato se nel corso di una misurazione viene rilevato un ritmo cardiaco irregolare**.
Se il simbolo appare ripetutamente, OMRON consiglia di consultare il medico curante.

A Aparece cuando se detecta un ritmo irregular** durante una medicién. Si aparece varias
veces, OMRON recomienda que consulte a su médico.

Verschijnt wanneer tijdens een meting een onregelmatig ritme** wordt gedetecteerd. Als dit
herhaaldelijk verschijnt, raadt OMRON aan om uw arts te raadplegen.

W Ovo6paxaetca, ecnv npu n3mepeHun onpeaenaetca HeperynapHbIi putm**. Ecnv 3ToT cumson
oTobpaxaeTcs HeogHOKpPaTHO, koMrnaHAa OMRON pekomeHayeT 06paTUTLCA K fleyalliemy Bpauy.

Bir 6lclim esnasinda diizensiz ritim** saptandiginda gortinur. Tekrarl sekilde goriinirse

OMRON doktorunuza danismanizi énerir.

OMRON (o 55 ¢ 5 sSia JS Wy sela die ) e ol 3 5l il jum WUl ane CiLES) e el B

RE B Ll

@ Appears when your body moves during a measurement. Remove the
arm cuff, wait 2-3 minutes and try again.
’&‘ E S'affiche si vous bougez pendant une mesure. Retirer le brassard, attendre 2 & 3minutes et

essayer a nouveau.

B Wird angezeigt, wenn Sie sich wahrend der Messung bewegen. Nehmen Sie die Manschette
ab, warten Sie 2-3 Minuten und versuchen Sie es erneut.
Viene visualizzato se I'utilizzatore si muove durante la misurazione. Rimuovere il bracciale,

attendere 2-3 minuti e riprovare.

I Aparece cuando se mueve el cuerpo durante una medicién. Retire el manguito, espere unos

2 0 3 minutos e inténtelo de nuevo.

Verschijnt wanneer uw lichaam tijdens een meting beweegt. Verwijder de armmanchet,
wacht 2-3 minuten en probeer het opnieuw.
[ Oto6paxaetcs npy ABMKEHNN Tena BO BpeMs n3mepeHns. CHUMUTE MaHXeTy, Moo ANTe

2-3 MMHYTbI 1 NonpobyiiTe ele pas.

Bir 6lclim esnasinda viicudunuz hareket ettiginde goriinir. Kollugu ¢ikarin, 2-3 dakika

bekleyip tekrar deneyin.

Aglally 83 Y Y e U5 g A e Ll day ) A 8 il e ol 3 claa o a3 e el (X

A

Cuff is tight enough.
[E Le brassard est suffisamment serré.
0K)) B3 Manschette sitzt ausreichend straff.
Il bracciale e stretto a sufficienza.
A El manguito esta lo suficientemente prieto.
Manchet zit strak genoeg.
[ Mars«eTa 3aTAHyTa fOCTaTOuHO TyrO.
Kolluk yeterince sikidir.

oS Ly oS e Ll Lyt (X

[4] Apply cuff again MORE TIGHTLY.
IE3 Poser le brassard en le serrant davantage.
@) DB Manschette STRAFFER ziehen.
Applicare di nuovo il bracciale
STRINGENDOLO DI PIU.
A Vuelva a poner el manguito MAS PRIETO.
Breng de manchet STRAKKER aan.
Y Hanosxwute maHxeTty ewe pa3 BOJEE TYTO.
Kollugu tekrar, DAHA SIKI bir sekilde takin.

lSa) S U< a5 e el Ly L cal B

*The high blood pressure definition is based on the 2023 ESH Guideline.
@ *La définition de I'hypertension est basée sur les recommandations ESH 2023.

B3 *Die Definition fiir Bluthochdruck basiert auf der 2023 ESH Richtlinie.

*La definizione di alta pressione arteriosa si basa sulle linee guida 2023 di ESH.

A *La definicién de presién arterial alta se basa en las Guia de préctica clinica de la ESH 2023.
*De definitie van hoge bloeddruk is gebaseerd op de ESH-richtlijn uit 2023.

[ *Onpepenexue runepToHNn 0CHOBaHO Ha pekomeHaaumax EOAT 2023 r.

*Yuksek kan basinci tanimi 2023 ESH Kilavuzunu temel alir.

2023 Alal (ESH) ) duivm Ja jil A 55591 dsmand) L) ) a¥iasy o) pall Juivm iy e B

**An irregular heartbeat rhythm is defined as a rhythm that is 25% less or 25%
more than the average rhythm detected during a measurement.
IE **Un rythme cardiaque irrégulier est défini comme un rythme inférieur ou supérieur de 25 % au
rythme moyen détecté durant une mesure.
DB **Ein unregelmiBiger Herzschlag ist definiert als ein Herzrhythmus, der weniger als 25 % oder mehr
als 25 % des mittleren Herzrhythmus betrdgt, der wahrend der Blutdruckmessung erkannt wird.
**Si definisce ritmo cardiaco irregolare un ritmo cardiaco inferiore del 25% o superiore del 25%
rispetto al ritmo medio rilevato durante una misurazione.
A **Latido arritmico se define como un ritmo que es un 25 % menor o un 25 % mayor que el ritmo
medio detectado durante una medicion.
**Een onregelmatig hartslagritme wordt gedefinieerd als een ritme dat 25% lager of 25% hoger is dan
het gemiddelde ritme dat tijdens een meting wordt gedetecteerd.
[ **HeperynsapHbiii putm cepauebreHmns — 3To puTM, KOTOpbIil Ha 25% MeaneHHee 1 GbicTpee
N3MEPEHHOrO CPeiHEro pUTMma.
**Dizensiz kalp atisi ritmi, bir 6lclim sirasinda saptanan ortalamadan %25 daha diisiik veya %25 daha
yuksek ritim olarak tanimlanir.
e JiSH 70 Janey () Alee o b 4BLEIS) oy (o3 gl Bl cpa JB ks sy Al il juin ol jlaal ey IR
X0 Jaray

Error messages or other problems? Refer to:
E Messages d'erreur ou autres problémes ? Voir :
B3 Weitere Fehlermeldungen oder Probleme siehe:
Messaggi di errore o altri problemi? Fare riferimento a:
A ;Hay mensajes de error u otros problemas? Consulte: .
Foutmeldingen of andere problemen? Raadpleeg: Igé;rtgftlon Manual (DD
[ CoobuyeHust 06 owmbkax nnm apyrie HemcnpasHocT? Cu:
Hata mesajlari veya baska sorunlar mi var? Bkz:

ol el fAY) enigadl i Uaal) i, B
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Before using memory functions, select your user ID.

IE3 Avant d'utiliser les fonctions de mémoire, sélectionner votre ID Utilisateur.
DX Wihlen Sie vor dem Verwenden der Speicherfunktionen lhre Benutzer-ID aus.
Prima di utilizzare le funzioni di memoria selezionare il proprio ID utente.
A Antes de usar las funciones de memoria, seleccione su ID de usuario.
[ Selecteer uw gebruikers-ID voordat u geheugenfuncties gebruikt.
[ Nepea ncnonbzosaHnem dpyHKLMN NamAT BbIGepUTe
naeHTNdrKaTop nonb3osaTens.
Hafiza fonksiyonunu kullanmadan énce kullanici kimliginizi segin.

el alal) aadial o e 23a 6b_SI il g Hlaaiad g8 B

10.1 Readings Stored in Memory

I Mesures stockées en mémoire

DB Gespeicherte Messungen

Risultati conservati in memoria

A Lecturas guardadas en la memoria

Meetwaarden opgeslagen in het geheugen
CoxpaHeHue pe3ynbTaToB B MamMATU

CJ\%@ 3 1 P
Hafizada Saklanan Olciim Degerleri : »
SRR ECR RN RERRETN AR |

A Se almacenan hasta CE & §
L c
L 3

Up to 60 readings
are stored.

@ Jusqu'a 60 mesures
sont stockées.

DB Es werden bis zu
60 Messwerte
gespeichert.

Vengono conservati
fino a 60 risultati.

60 lecturas.
Er kunnen tot
60 meetwaarden
worden opgeslagen.
[ CoxpaHsetca go
60 pesynbraTos. .
60 adede kadar 6lclim
degeri saklanir. (=3 J t“ o B0 J
FTSFOUREN N TINVSRS NN AR |
Bl BT Y

10.2 Average of the Latest 2 or 3 Readings Taken
within a 10 Minute Span

I Moyenne des 2 ou 3 derniéres mesures prises en l'espace de 10 minutes

B Mittelwert der letzten 2 oder 3 Messwerte, die in einem
10-Minuten-Zeitrahmen erfasst wurden

Media degli ultimi 2 o 3 risultati ottenuti nell'arco di 10 minuti

A Promedio de las 2 0 3 dltimas lecturas realizadas en un intervalo de 10 minutos

[ Gemiddelde van de laatste 2 of 3 metingen uitgevoerd binnen
een tijdspanne van 10 minuten

[ CpepHee 3HaueHne U3 nocneaHUX 2-X UAK 3-x pe3ynbTaTos,
nonyyYeHHbIX B TeyeHre 10 MUHYT

10 Dakika Aralikta Alinan Son 2 veya 3 Olciim Degerinin Ortalamasi
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10.3 Deleting All Readings Cancellazione di tutti i risultati [l Ynanenue scex pesynbtaTos
[ Suppression de toutes les mesures A Eliminacion de todas las lecturas [ Tim Olcim Degerlerini Silme

B3 Loschen aller Messwerte Alle metingen verwijderen R PN AR

1

Other Settings

@ Autres réglages

BH Weitere Einstellungen
Altre impostazioni
A Otros ajustes

Andere instellingen
4 [ipyrve HacTpoiiku
Diger Ayarlar
s AY @by R

11.1 Restoring to the Default Settings
IE Réinitialisation aux réglages par défaut

DB Wiederherstellen der Standardeinstellungen
Ripristino delle impostazioni predefinite

A Restablecimiento a los ajustes de fabrica

2]

M De standaardinstellingen herstellen
[ BoccraHoBneHe HacTpoeK No ymMonuaHuio
Varsayilan Ayarlari Geri Yilkleme

FIRRFARENSISNFEIENE AR
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If your systolic pressure is more than 210 mmHg:

After the arm cuff starts to inflate, press and hold the [START/STOP] button until the monitor
inflates 30 to 40 mmHg higher than your expected systolic pressure.

[E3 Si votre pression systolique est supérieure a 210 mmHg :
Lorsque le brassard se gonfle, appuyer sur le bouton [START/STOP] et le maintenir enfoncé jusqu’a ce
que le tensiometre atteigne une pression de gonflage supérieure de 30 a 40 mmHg a votre pression
systolique attendue.
X3 Wenn Ihr systolischer Druck hoher ist als 210 mmHg:
Nachdem die Manschette begonnen hat, sich aufzupumpen, driicken Sie die [START/STOP]-Taste, und halten
Sie sie gedriickt, bis ein Druck von 30 bis 40 mmHg tber Ihrem erwarteten systolischen Druck erreicht ist.
Se la pressione sistolica & superiore a 210 mmHg:
Quando il bracciale inizia a gonfiarsi, premere e mantenere premuto il pulsante [START/STOP] finché
il misuratore non raggiunge una pressione da 30 a 40 mmHg superiore rispetto al valore di pressione
sistolica atteso.
A En caso de que su presion arterial sistélica esté por encima de 210 mmHg:
Una vez que el manguito comience a inflarse, mantenga pulsado el botén [START/STOP] hasta que el
monitor indique que el inflado esta entre 30 y 40 mmHg por encima de la presion arterial sistélica estimada.
Als uw systolische druk hoger is dan 210 mmHg:
Zodra de armmanchet wordt opgepompt, houdt u de knop [START/STOP] ingedrukt totdat de meter
30 tot 40 mmHg hoger aangeeft dan uw verwachte systolische druk.
¥ Ecnn cucronnueckoe gasnexne Bbiwe 210 MM.pT.CT.:
Mocne Toro, Kak Hayanocb aBTOMaTNYeCKoe HarHeTaHvie BO3fyXa B MaHXeTy, HaXXMUTe 1 yaepuBanTe
kHonKy [START/STOP] fo Tex nop, NoKa 31eKTPOHHbI 610K He MOLHUMET JaB/ieHne A0 3HaYeHus,
NPEBbILLAIOLLErO OXKUAAEMOE CUCTONMYecKoe AaBneHre Ha 30-40 MM pT. CT.
Sistolik basinciniz 210 mmHg'den fazlaysa:
Kolluk sismeye basladiktan sonra, [START/STOP] diigmesine basin ve dl¢lim cihazi beklediginiz sistolik
basing degerinden 30 ila 40 mmHg daha fazla sisene kadar basili tutun.
A ol aglle Y ¢ G JiS) L) dlas ek o 13y BT
O il Slead) o sy s (Cilay/s ) [START/STOP] Lol e ) paias) s Juical e 5l dag Liall gyl i) 5.2y 22,
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Optional Medical Accessories
@ Accessoires médicaux optionnels
B3 Optionales medizinisches Zubehér
Accessori medicali opzionali

H Accesorios médicos opcionales

Optionele medische accessoires
W JononHutenbHo NprHagnexHocTu
Opsiyonel Tibbi Aksesuarlar

iy Al ciliald X

Arm Cuff AC Adapter
Model (code): 9@
Model: CS2 Small Cuff Model: Model: Z
HEM-RML31 (HEM-CS24) HHP-CMO1 HHP-BFHO1
22-42cm 17-22cm

~ -
A No tire el conector para tubo de aire. El conector
para tubo de aire puede ser utilizado con el
manguito opcional.
[ Gooi de plug van de luchtslang niet weg.
De plug van de luchtslang kan worden gebruikt
op de optionele manchet.
[ He sbibpacbiBaiite Bo3ayLLHbIN WTEKEP.
OH MOXET NoAONTN K AOMONHUTENbHON MaHXeTe.
Hava tipasini atmayin. Hava tipasi istege baglh
kolluga uygulanabilir.
o o lsad 820 Jlonial (Say ol sgll 8202ms (pa palasi Y R
(s LERY) TeLal) Ly

https://www.omron-healthcare.com/

Do not throw the air plug away. The air
plug can be applicable to the optional cuff.
[T Ne pas jeter la prise de gonflage. La prise de
gonflage peut étre utilisée pour le brassard
en option.

[ Entsorgen Sie den Luftschlauchstecker nicht.
Der Luftschlauchstecker wird fiir die optionale
Manschette verwendet.

Non gettare via I'attacco del tubo dell’aria.
L'attacco del tubo dell’aria puo essere applicato
al bracciale opzionale.

Manufacturer  Produttore Mpounzsogutens |OMRON HEALTHCARE Co., Ltd.
Fabricant Fabricante Uretici |53, Kunotsubo, Terado-cho, Muko, KYOTO, 617-0002 JAPAN
Hersteller Fabrikant Ariadllag Baganall S il ¢y g el AS i

8- 53 5 sisei S B3
S5dS (S 5a

oLkl 617-0002

[EC [REP|  CUReprdsentant Tpencranirens o ECJOMRON HEALTHCARE EUROPE B.V.

Rappresentante per 'UE - AB temsilcisi Wegalaan 73, 2132 JD Hoofddorp,

EU-representative Representaqtg en laUE  oosdl 3l Jhaildes THE NETHERLANDS

Mandataire dans I'UE  Vertegenwoordiging in de EU www.omron-healthcare.com

Importerin EU Importatore per 'UE Mmnoptep 8 EC

Importateur dans I'UE Importador enla UE  AB'de |thalatc

Importeurinder EU  Importeurinde EU s a3 )sind

Production facility Stabilimento diproduzione ~ MpownssoacteeHHoe |QIMIRON HEALTHCARE MANUFACTURING
Site de Planta de produccién  noapaspenexue
production Productiefaciliteit Uretim Tesisi : VIETNAM CO., LTD’ . .
Produktionsstitte ginaililzin No.28 VSIP ll, Street 2, Vietnam-Singapore Industrial Park II,
Binh Duong Industry-Service-Urban Complex, Hoa Phu Ward,
Thu Dau Mot City, Binh Duong Province, Vietnam
Subsidiaries Importerin the United Kingdom and UK responsible person OMRON HEALTHCARE UK LTD.
Succursales Importateur au Royaume-Uni et la personne responsable au Royaume-Uni Opal Drive, Fox Milne, Milton Keynes, MK15 0DG, UK
Niederlassungen | ImporteurimVereinigten Kinigrech und Verantwortiche Personir UK | vi . omron-healthcare.com/distributors ’
Consociate Importatore per il Regno Unito e Responsabile in UK
Em filial Importador en el Reino Unido y persona responsable en el RU
presas filiales R A el
Dochteronder- Importeur voor het Verenigd Koninkrijk en verantwoordelijke in het VK
h Jmnoprep B BemukoBpiTaHuko h OTBETCTBEHHOR MWL B BenKoGpiTaHt
hemingen Bilesik Kralk akiIthalatq ve Birleik Kralik sorumlusu
Ounmanbl saniall ALl by ] el gsamiall ASLeal) 352 ) saall gl
Yan Kuruluslar - -
il ) OMRON MEDIZINTECHNIK

HANDELSGESELLSCHAFT mbH

www.omron-healthcare.com/distributors

OMRON SANTE FRANCE SAS

www.omron-healthcare.com/distributors
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