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1. Introduction

Thank you for purchasing the OMRON Automatic Upper Arm Blood
Pressure Monitor. This blood pressure monitor uses the oscillometric
method of blood pressure measurement. This means this monitor
detects your blood movement through your brachial artery and
converts the movements into a digital reading. User’s blood pressure
can be measured non-invasively and simply in the home environment,
and allows healthy individuals, patients with hypertension, patients
with health-conscious individuals to get an accurate indication of any
changes in blood pressure in a general household situation.

1.1 Safety Instructions

This instruction manual provides you with important information
about the OMRON Automatic Upper Arm Blood Pressure Monitor.

To ensure the safe and proper use of this monitor, READ and
UNDERSTAND all of these instructions. If you do not understand
these instructions or have any questions, contact your OVIRON
retail outlet or distributor before attempting to use this monitor.
For specific information about your own blood pressure, consult
with your physician.

1.2 Intended Purpose

This device is a digital monitor intended for use in measuring

blood pressure and pulse rate in adult patient population who can
understand this instruction manual with the arm circumference 17 -
42 cm. Users may include patients themselves. The device detects the
appearance of irregular heartbeats during measurement and indicates
this via a symbol with the measurement results. It is mainly designed
for multiple use by multiple patients for general household use.

1.3 Receiving and Inspection

Remove this monitor from the packaging and inspect for damage. If
this monitor is damaged, DO NOT USE and consult with your OMRON
retail outlet or distributor.

2. Important Safety Information

Read the Important Safety Information in this instruction manual
before using this monitor. Follow this instruction manual thoroughly
for your safety.

Keep for future reference. For specific information about your own
blood pressure, CONSULT WITH YOUR PHYSICIAN.

Indicates a potentially hazardous
A\ 2.1 Warning situation which, if not avoided, could
result in death or serious injury.

DO NOT use this monitor on infants, toddlers, children or persons
who cannot express themselves.

DO NOT adjust medication based on readings from this blood pressure
monitor. Take medication as prescribed by your physician. ONLY a
physician is qualified to diagnose and treat high blood pressure.

DO NOT use this monitor on an injured arm or an arm under medical
treatment.

DO NOT apply the arm cuff on your arm while on an intravenous
drip or blood transfusion.

DO NOT use this monitor in areas containing high frequency (HF)
surgical equipment, magnetic resonance imaging (MRI) equipment,
computerized tomography (CT) scanners. This may result in incorrect
operation of the monitor and/or cause an inaccurate reading.

DO NOT use this monitor in oxygen rich environments or near
flammable gas.

Consult with your physician before using this monitor if you have
common arrhythmias such as atrial or ventricular premature beats

or atrial fibrillation; arterial sclerosis; poor perfusion; diabetes;
pregnancy; pre-eclampsia or renal disease. NOTE that any of these
conditions in addition to patient motion, trembling, or shivering may
affect the measurement reading.

NEVER diagnose or treat yourself based on your readings. ALWAYS
consult with your physician.

To help avoid strangulation, keep the air tube and AC adapter cable
away from infants, toddlers and children.

This product contains small parts that may cause a choking hazard if
swallowed by infants, toddlers and children.

AC Adapter (optional accessory) Handling and Usage

« DO NOT use the AC adapter if this monitor or the AC adapter cable is
damaged. If this monitor or the cable is damaged, turn off the power
and unplug the AC adapter immediately.

Plug the AC adapter into the appropriate voltage outlet. DO NOT
use in a multi-outlet plug.

NEVER plug in or unplug the AC adapter from the electric outlet
with wet hands.

DO NOT disassemble or attempt to repair the AC adapter.



Battery Handling and Usage
« Keep batteries out of the reach of infants, toddlers and children.

Indicates a potentially hazardous situation
which, if not avoided, may result in minor or
moderate injury to the user or patient, or cause
damage to the equipment or other property.

/\ 2.2 Precaution

Stop using this monitor and consult with your physician if you
experience skin irritation or discomfort.

Consult with your physician before using this monitor on an arm
where intravascular access or therapy, or an arteriovenous (A-V)
shunt, is present because of temporary interference to blood flow
and could result in injury.

Consult with your physician before using this monitor if you have
had a mastectomy or lymph node clearance.

Consult with your physician before using this monitor if you have
severe blood flow problems or blood disorders as cuff inflation can
cause bruising.

DO NOT take measurements more often than necessary because
bruising, due to blood flow interference, may occur.

ONLY inflate the arm cuff when it is applied on your upper arm.
Remove the arm cuff if it does not start deflating during a
measurement.

DO NOT use this monitor for any purpose other than measuring
blood pressure.

During measurement, make sure that no mobile device or any other
electrical device that emit electromagnetic fields is within 30 cm of
this monitor. This may result in incorrect operation of the monitor
and/or cause an inaccurate reading.

DO NOT disassemble or attempt to repair this monitor or other
components. This may cause an inaccurate reading.

DO NOT use in a location where there is moisture or a risk of water
splashing this monitor. This may damage this monitor.

DO NOT use this monitor in a moving vehicle such as in a car or on an
aircraft.

DO NOT drop or subject this monitor to strong shocks or vibrations.
DO NOT use this monitor in places with high or low humidity or high
or low temperatures. Refer to section 6.

During measurement, observe the arm to ensure that the monitor is
not causing prolonged impairment to blood circulation.

DO NOT use this monitor with other medical electrical (ME)
equipment simultaneously. This may result in incorrect operation
and/or cause an inaccurate reading.

Avoid bathing, drinking alcohol or caffeine, smoking, exercising and
eating for at least 30 minutes before taking a measurement.

Rest for at least 5 minutes before taking a measurement.

Remove tight-fitting or thick clothing from your arm while taking a
measurement.

Remain still and DO NOT talk while taking a measurement.

ONLY use the arm cuff on persons whose arm circumference is
within the specified range of the cuff.

Ensure that this monitor has acclimated to room temperature before
taking a measurement. Taking a measurement after an extreme
temperature change could lead to an inaccurate reading. OMRON
recommends waiting for approximately 2 hours for the monitor to
warm up or cool down when the monitor is used in an environment
within the temperature specified as operating conditions after

itis stored either at the maximum or at the minimum storage
temperature. For additional information on operating and storage/
transport temperature, refer to section 6.

DO NOT use this monitor after the durable period has ended. Refer
to section 6.

DO NOT crease the arm cuff or the air tube excessively.

DO NOT fold or kink the air tube while taking a measurement. This
may cause an injury by interrupting blood flow.

To unplug the air plug, pull on the plastic air plug at the base of the
tube, not the tube itself.

ONLY use the AC adapter, arm cuff, batteries and accessories
specified for this monitor. Use of unsupported AC adapters, arm cuffs
and batteries may damage and/or may be hazardous to this monitor.
ONLY use the approved arm cuff for this monitor. Use of other arm
cuffs may result in incorrect readings.

Inflating to a higher pressure than necessary may result in bruising
of the arm where the cuff is applied. NOTE: refer to “If your systolic
pressure is more than 210 mmHg” in section 6 of instruction manual
(2] for additional information.

Read and follow the “Correct Disposal of This Product”in section 7 when
disposing of the device and any used accessories or optional parts.
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AC Adapter (optional accessory) Handling and Usage
Fully insert the AC adapter into the outlet.

When unplugging the AC adapter from the outlet, be sure to safely
pull from the AC adapter. DO NOT pull from the AC adapter cable.
When handling the AC adapter cable:

Do not damage it./ Do not break it. / Do not tamper with it.

DO NOT pinch it. / Do not forcibly bend or pull it. / Do not twist it.
DO NOT use it if it is gathered in a bundle.

DO NOT place it under heavy objects.

Wipe any dust off of the AC adapter.

Unplug the AC adapter when not in use.

Unplug the AC adapter before wiping this monitor.

Battery Handling and Usage

- DO NOT insert batteries with their polarities incorrectly aligned.
ONLY use 4“AA” alkaline or manganese batteries with this monitor.
DO NOT use other types of batteries. DO NOT use new and used
batteries together. DO NOT use different brands of batteries together.
Remove batteries if this monitor will not be used for a long period of
time.

If battery fluid should get in your eyes, immediately rinse with
plenty of clean water. Consult with your physician immediately.

If battery fluid should get on your skin, wash your skin immediately
with plenty of clean, lukewarm water. If irritation, injury or pain
persists, consult with your physician.

DO NOT use batteries after their expiration date.

Periodically check batteries to ensure they are in good working
condition.

2.3 General Notices

« When you take a measurement on the right arm, the air tube should
be at the side of your elbow. Be careful not to rest your arm on the
air tube.

Blood pressure may differ between the right and left arm, and

may result in a different measurement value. Always use the same
arm for measurements. If the values between both arms differ
substantially, check with your physician on which arm to use for
your measurements.

When using an optional AC adapter, make sure not to place your
monitor in a location where it is difficult to plug and unplug the AC
adapter.

Battery Handling and Usage

- Disposal of used batteries should be carried out in accordance with
local regulations.

« The supplied batteries may have a shorter life span than new
batteries.

Remember to have a record of your blood pressure and pulse
readings for your physician. A single measurement does not provide
an accurate indication of your true blood pressure.

Please use the Blood Pressure Diary to keep records of several
readings over a certain period of time. To download PDF files of the
diary, visit www.omron-healthcare.com.




3. Error Messages and Troubleshooting

If any of the below problems occur during measurement, check to make sure that no other electrical device is within 30 cm. If the problem persists,

please refer to the table below.
Display/Problem Possible Cause

The [START/STOP] button was pressed
while the arm cuff is not applied.

appears or the Air plug is not completely plugged
arm cuff does not  into the monitor.
inflate. The arm cuff is not applied correctly.

m

Air is leaking from the arm cuff.

You move or talk during a
ElpgElis @re measurement and the arm cuff does
E E [easrement not inflate sufficiently.
cannot be - -
completed after the Due to the systolic pressure is above
armn cuffinflates, 210 mmHg, a measurement cannot
be taken.
The arm cuff is inflated exceeding the
E 3 appears maximum allowable pressure.

You move or talk during a
E LI appears measurement. Vibrations disrupt a
measurement.

E 5 The pulse rate is not detected
appears

correctly.
appears

% does not flash during
ameasurement

Solution

Press the [START/STOP] button again to turn the monitor
off. After inserting the air plug securely and applying the
arm cuff correctly, press the [START/STOP] button.

Insert the air plug securely.

Apply the arm cuff correctly, then take another
measurement. Refer to section 4 of instruction manual (2).
Replace the arm cuff to the new one. Refer to section 9 of
instruction manual .

Remain still and do not talk during a measurement. If
“E2" appears repeatedly, inflate the arm cuff manually
until the systolic pressure is 30 to 40 mmHg above your
previous readings. Refer to section 6 of instruction
manual 2.

Do not touch the arm cuff and/or bend the air tube while
taking a measurement. If inflating the arm cuff manually,
refer to section 6 of instruction manual (.

Remain still and do not talk during a measurement.

Apply the arm cuff correctly, then take another
measurement. Refer to section 4 of instruction manual (2.
Remain still and sit correctly during a measurement.

If the ” (&4 " symbol continues to appear, we recommend
you to consult with your physician.
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Display/Problem
E[‘ appears
':E appears

appears or the
monitor is turned
E off unexpectedly
during a
measurement

Nothing appears on the
display of the monitor.

Readings appear too high
or too low.

Any other problem occurs.

Possible Cause
The monitor has malfunctioned.

Batteries are low.

Batteries are depleted.

Battery polarities are not properly
aligned.

Solution

Press the [START/STOP] button again. If “Er” still appears,
contact your OMRON retail outlet or distributor.
Replacing all 4 batteries with new ones is recommended.
Refer to section 3 of instruction manual 2.

Immediately replace all 4 batteries with new ones. Refer
to section 3 of instruction manual @.

Check the battery installation for proper placement. Refer
to section 3 of instruction manual (2).

Blood pressure varies constantly. Many factors including stress, time of day, and/or how you
apply the arm cuff, may affect your blood pressure. Review section 2 of instruction manual (2,
Press the [START/STOP] button to turn the monitor off, then press it again to take a measurement.
If the problem continues, remove all batteries and wait for 30 seconds. Then re-install batteries.

If the problem still persists, contact your OMRON retail outlet or distributor.



4. Limited Warranty

Thank you for buying an OMRON product. This product is constructed

of high quality materials and great care has been taken in its

manufacturing. It is designed to give you every satisfaction, provided
that it is properly operated and maintained as described in the
instruction manual.

This product is warranted by OMRON for a period of 5 years after the

date of purchase. The proper construction, workmanship and materials

of this product is warranted by OMRON. During this period of warranty

OMRON will, without charge for labour or parts, repair or replace the

defect product or any defective parts.

The warranty does not cover any of the following:

A. Transport costs and risks of transport.

B. Costs for repairs and / or defects resulting from repairs done by
unauthorised persons.

C. Periodic check-ups and maintenance.

D. Failure or wear of optional parts or other attachments other than

the main device itself, unless explicitly warranted above.

. Costs arising due to non-acceptance of a claim (those will be

charged for).
Damages of any kind including personal caused accidentally or from
misuse.

G. Calibration service is not included within the warranty.

H. Optional parts have a one (1) year warranty from date of purchase.
Optional parts include, but are not limited to the following items:
cuff and cuff tube.

Should warranty service be required please apply to the dealer whom

the product was purchased from or an authorised OMRON distributor.

For the address refer to the product packaging / literature or to your

specialised retailer. If you have difficulties in finding OMRON customer

services, contact us for information:

www.omron-healthcare.com

Repair or replacement under the warranty does not give rise to any

extension or renewal of the warranty period.

The warranty will be granted only if the complete product is returned

together with the original invoice / cash ticket issued to the consumer

by the retailer.

m

m

5. Maintenance
5.1 Maintenance

To protect your monitor from damage, follow the directions below:
Changes or modifications not approved by the manufacturer will void
the user warranty.

1 /\Precaution

DO NOT disassemble or attempt to repair this monitor or other
components. This may cause an inaccurate reading.

5.2 Storage
- Store your monitor and other components in a clean, safe location.
« Do not store your monitor and other components:
« If your monitor and other components are wet.
« In locations exposed to extreme temperatures, humidity, direct
sunlight, dust or corrosive vapors such as bleach.
« In locations exposed to vibrations or shocks.

5.3 Wiping the Monitor

Do not use any abrasive or volatile cleaners.

Use a soft dry cloth or a soft cloth moistened with mild (neutral)
detergent to wipe your monitor and arm cuff, and then wipe them
with a dry cloth.

Do not wash or immerse your monitor and arm cuff or other
components in water.

Do not use gasoline, thinners or similar solvents to wipe your
monitor and arm cuff or other components.

5.4 Calibration and Service

« The accuracy of this blood pressure monitor has been carefully
tested and is designed for a long service life.

- Itis generally recommended to have the unit inspected every two
years to ensure correct functioning and accuracy. Please consult
your authorised OMRON dealer or the OMRON Customer Service at
the address given on the packaging or attached literature.

EN6
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6. Specifications
Product description
Product category
Model (code)

Cuff pressure range

Blood pressure measurement range
Accuracy

Inflation

Measurement method

IP classification

Rating

Power source

Battery life
Durable period (Service life)

Operating conditions

Storage / Transport conditions
Contents

Protection against electric shock

Weight
Dimensions (approximately value)

Cuff circumference applicable to
the monitor

Memory

Note

Automatic Upper Arm Blood Pressure Monitor
Electronic Sphygmomanometers

M2 Basic (HEM-7121J-E) Display LCD digital display

X2 Basic (HEM-7121J-EO)

0to 299 mmHg Pulse measurement range 40 to 180 beats / min.

20 to 280 mmHg

Pressure: £3 mmHg / Pulse: 5% of display reading

Automatic by electricpump  Deflation Automatic pressure release valve
Oscillometric method Operating mode Continuous operation
Monitor: IP20 / Optional AC adapter: IP21 (HHP-CMO01) or IP22 (HHP-BFHO1)

DC6V 4.0 W Applied part Type BF (arm cuff)

4"AA" batteries 1.5V or optional AC adapter

(INPUT AC 100 - 240V 50 - 60 Hz 0.12 - 0.065 A)

Approximately 1000 measurements (using new alkaline batteries)

Monitor: 5 years or 30000 times of use, whichever comes first. / Cuff: 5 years or
10000 times of use, whichever comes first. / Optional AC adapter: 5 years

+10 to +40 °C/ 15 to 90% RH (non-condensing) / 800 to 1060 hPa

-20 to +60 °C/ 10 to 90% RH (non-condensing)

Monitor, arm cuff (HEM-CR24), 4 “AA” batteries, Instruction Manual (D and 2
Internally powered ME equipment (when using only batteries)

Class Il ME equipment (optional AC adapter)

Monitor: approximately 250 g (not including batteries) / Arm cuff: approximately 130 g
Monitor: 108 mm (W) x 83 mm (H) x 140 mm (L)

Arm cuff: 145 mm x 466 mm (air tube: 610 mm)

170 to 420 mm Maximum temperature  Lower than 48 °C
(included arm cuff: (220 to 320 mm)) of the applied part

Last measurement

-« These specifications are subject to change without notice.

« This monitor is clinically investigated according to the requirements of EN ISO 81060-2:2014 and complies with EN ISO 81060-2:2014 and
EN 1SO 81060-2:2019 + A1:2020 (excluding pregnant and pre-eclampsia patients). In the clinical validation study, K5 was used on 85 subjects for
determination of diastolic blood pressure.

- IP classification is degrees of protection provided by enclosures in accordance with IEC 60529. This monitor and optional AC adapter are
protected against solid foreign objects of 12.5 mm diameter and greater such as a finger. The optional AC adapter HHP-CMO1 is protected
against vertically falling water drops which may cause issues during a normal operation. The optional AC adapter HHP-BFHO1 is protected
against oblique falling water drops which may cause issues during a normal operation.

« Operating mode is classification in accordance with IEC 60601-1.



7. Correct Disposal of This Product (Waste Electrical & Electronic Equipment)

This marking shown on the product or its literature, indicates that it should not be disposed of, with other household wastes at the end

of its working life.

To prevent possible harm to the environment or human health from uncontrolled waste disposal, please separate this product from

other types of wastes and recycle it responsibly to promote the sustainable reuse of material resources.

Household users should contact either the retailer where they purchased this product, or their local government office, for details of I
where and how they can return this item for environmentally safe recycling.

Business users should contact their supplier and check the terms and conditions of the purchase contract. This product should not be mixed with
other commercial waste for disposal.

8. Important Information Regarding Electromagnetic Compatibility (EMC)

HEM-7121J-E conforms to EN 60601-1-2:2015+A1:2021 Electromagnetic Compatibility (EMC) standard.
Further documentation in accordance with this EMC standard is available at
www.omron-healthcare.com

Refer to the EMC information for HEM-7121J-E on the website.

9. Guidance and Manufacturer’s Declaration

This blood pressure monitor is designed according to the European Standard EN1060, Non-invasive sphygmomanometers Part 1: General
Requirements and Part 3: Supplementary requirements for electromechanical blood pressure measuring systems.

This OMRON product is produced under the strict quality system of OMRON HEALTHCARE Co., Ltd., Japan. The Core component for OMRON
blood pressure monitors, which is the Pressure Sensor, is produced in Japan.

Please report to the manufacturer and the competent authority of the Member State in which you are established about any serious incident
that has occurred in relation to this device.

10. Classification of BP (Blood Pressure)

2023 ESH* Guideline for the g of arterial hypertension
Definitions of hypertension by office and home blood pressure levels
Office Home
Systolic Blood Pressure > 140 mmHg > 135 mmHg
Diastolic Blood Pressure > 90 mmHg > 85 mmHg

These ranges are from statistical values for blood pressure.
* European Society of Hypertension

l AWwarning

NEVER diagnose or treat yourself based on your readings.
ALWAYS consult with your physician.

EN8



SD1

Symbols Description

m Description des symboles
m Beschreibung der Symbole
Descrizione dei simboli
A Descripcion de los simbolos

[ onmcarne cumsonos
Simgelerin Agiklamasi
m Opis symboli

Descricao dos simbolos

PSS m

R

Applied part - Type BF Degree of protection
against electric shock (leakage current)

m Piéce appliquée -

Type BF Degré de protection - Creneb 3awutbl o1

contre les chocs électriques
(courant de fuite)

m Anwendungsteil -
Typ BF Schutz vor Strom-
schldgen (Ableitstrom)

Parti applicate - Tipo BF Czes¢ wchodzaca w

Livello di protezione contro
le folgorazioni (corrente di
dispersione)

B Partes en contacto:

Tipo BF Grado de proteccion Parte aplicada - Tipo BF

contra descargas eléctricas
(corriente de fuga)

¥ Pa6oyas uacs annapara

NOPaXKEHA SNEKTPUYECKIM
TOKOM (TOKW yTeukw) Tun BF
Uygulanan parca - Tip BF
Elektrik carpmasina karst
koruma derecesi (kagak akim)

kontakt z ciatem pacjenta
— typu BF (stopier ochrony
przed porazeniem pradem
(prad uptywu))

Grau de protecao contra
choques elétricos (corrente
de fuga)
SIOREIGTSISRY AR |
) Al oSl Clarall am
BF g sil (Gmid)

Class Il equipment.
Protection against electric shock

E) Equipement de classe II. [T M3genue knaccall
Protection contre les chocs  3awta ot nopaxerna

électriques INEKTPUYECKNM TOKOM
X3 Geréit der Klasse . Sinif Il Ginite. Elektrik
Schutz vor Stromschldgen  carpmasina karsi koruma
Apparecchiatura di m “Urzadzenie klasy II.
Classe II. Protezione contro le Ochrona przed porazeniem
folgorazioni pradem”

B Equipo de Clase Il. Equipamento da

Proteccion contra descargas  Classe II. Protegdo contra
eléctricas choques elétricos
IORTIRT PRSI AR|
Al 5eSl ledall

IP XX

Ingress protection degree provided by
IEC 60529

m Degré de protection m CreneHb 3aLLunThbl,
selon CEI 60529 obecrneunBaemas

X3 Grad des Eindring- 060n104KaMK, COrMacHo
schutzes gemal3 IEC60529  IEC 60529

Livello di protezione IP Su girmesine karsi
in base a IEC 60529 koruma derecesi IEC 60529
B Grado de proteccion  tarafindan verilmistir
seguin la norma internacional m Stopier ochrony wg
IEC 60529 IEC 60529
Grau de protecao
contra entradas indicado
pela IEC 60529
FUERIPETINEIY AR |
IEC 60529 e idaul 5
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CE Marking

Unique device identifier

m Identification unique
des dispositifs

B3 Produktidentifizie-
rungsnummer
Identificatore univoco
del dispositivo

A (dentificador unico del
dispositivo

m YHUKanbHbIA

UfeHTUUKATOP YCTPOICTBA

Benzersiz cihaz

tanimlayicisi

W unikatowy

identyfikator urzadzenia
Identificador tnico do
dispositivo

B eV AR

Medical device
&3 Dispositif médical
m Medizinprodukt
Dispositivo medico
A Producto sanitario

m MeauumHckuii npubop

lebi cihaz

m Wyréb medyczny

Dispositivo médico
M AR]

m Marquage CE m 3HaK cooTBeTCTBIA
m CE-Kennzeichnung avpekTge EC
Contrassegno CE CEisareti
m Marcado CE Oznaczenie CE
[ Nl Marca CE
Liall g (381 511 Aol AR]
(CE) &s,5Y)
U K UKCA Marking
m Marquage UKCA m Mapkupoeka UKCA
c n Ea UKCA-Kennzeichnung UKCA Isareti
Marchio UKCA Oznaczenie UKCA
I3 Marcado UKcA [l Marca UKCA
ukca = (R
Serial number
E Numéro de série ¥ Cepiitibiin Homep
Ea Seriennummer Seri numarasi
Numero di serie Numer serii
A Numero de serie Numero de série
ERIERIER AR |
LOT number
m Numéro de LOT m Ko (Homep) napTtum
X3 Lom-Nummer L1i{ Parti numarasi
Numero di lotto Numer partii
B Numero de lote Numero de LOTE

Al ”‘,ﬁjm

Temperature limitation

m Limitation de température [ZI] Temneparyprbiin
B3 remperaturbegrenzung Aanasox

Limite di temperatura
B Limitacion de la
temperatura

Sicaklik sinirlamasi
m Ograniczenia dot.
temperatury

Limite de temperatura
PRI PR PR ENNNN AR |

Humidity limitation
m Limitation d’humidité
3 Luftfeuchtigkeits-
begrenzung

Limite di umidita

m [lnanasoH BnaxHoCcTu
Nem sinirlamasi

M Ograniczenia dot.
wilgotnosci

A Limitacion dela humedad Limite de humidade

EWERETARCIN AR |
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Atmospheric pressure limitation

m Limitation de pression
atmosphérique

Ea Luftdruckbegrenzung
Limite di pressione
atmosferica

m OrpaHuyeHne
atMocdepHOro AaBneHns

Atmosferik basing
sinirlamasi

Ograniczenia dot.

m Limitacion de la presion cisnienia atmosferycznego

atmosférica

Limite de presséo
atmosférica

R RTRIN - - |
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Indication of connector polarity
I3 indication de la polarité¢ [I¥] Monsprocts pasbema

des connecteurs

B3 Anzeige der
Steckerpolaritat
Indicazione della
polarita dei connettori
A indicacion dela
polaridad del conector

ananTepa
Baglanti polarite
gostergesi

Oznaczenie
biegunowosci ztacza
Indicagao da polaridade
do conector

B P AR
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Intelli
sense

OMRON'’s trademarked technology for
blood pressure measurement

mTechnoIogie protégée m 3aperucTpupoBaHHas
par lamarque de commerce TexHONOrMA N3MepeHus

OMRON pour lamesure de  apTepuanbHOro faBneHus

la pression artérielle OMRON
m Markenrechtlich OMRON'un kan basinci

geschlitzte Technologie Slctimii igin ticari markali

von OMRON zur teknolojisidir
Blutdruckmessung m Opatrzona znakiem
Il Tecnologia brevettata  towarowym technologia
OMRON per la misurazione  firmy Omron dotyczaca

della pressione arteriosa pomiaru cisnienia krwi
B La tecnologia de OMRON Tecnologia protegida
para medir la presién arterial - por marca comercial da
OMRON para a medicdo da
tenséo arterial
ETCERWER AR
2l bis il OMRON

For indoor use only
m Pour un usage a
l'intérieur uniquement
B3 Nur fiir die Nutzung in
Innenbereichen

Solo per uso in interni

mﬂnﬂ MCNonb3oBaHnA
TOJTbKO BHYTPN I'IOMELL[EHVIVI
Sadece i¢ mekanda
kullanim igin

Wytacznie do uzytku

m Para uso solo en interiores wewnetrznego

Apenas para utilizagdo
em interior
Gl i il s AR]
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Identifier of cuffs compatible for the device

I3 (dentificateur des
brassards compatibles avec

m MaHxeTbl coBmecTMble
C YCTPONCTBOM

Iappareil Cihazile uyumlu
m Kennzeichnung der kolluklarin tanitim isareti
mit dem Gerét kompatiblen - [TW Sposéb identyfikacji
Manschetten mankietéw zgodnych

zurzadzeniem
Identificador de
bracadeiras compativeis
com o dispositivo
L)l st e m
Sleall g A8 i) Alaclall

Identifica i bracciali
compatibili con il dispositivo
B Identificador para
manguitos compatibles con
el dispositivo




Cuff positioning indicator for the left arm

m Indicateur de
positionnement du brassard
pour le bras gauche

B3 indikator fiir die
Manschettenposition am
linken Arm

Indicatore di posiziona-
mento del bracciale per il
braccio sinistro

B Indicador de posicién del

m MeTka Ana npaBunbHOro
PacnonoXKeHNA MaHXeTbl Ha
NeBov pyke

Sol kol icin kolluk
konumlandirma gostergesi
Wskaznik
umiejscowienia mankietu na
lewym ramieniu

Indicador de
posicionamento da

manguito en el brazo izquierdo bragadeira no brago

esquerdo
s paldl LAl AR|
o) g 1A dag Lall day i)

Marker on the cuff to be positioned above

the artery

@ Repere sur le brassard,
a positionner au-dessus de
l'artére

B3 Markierung auf der
Manschette, die oberhalb
der Arterie liegen muss
Contrassegno sul
bracciale da posizionare al di
sopra dell'arteria

A La marca del manguito
debe colocarse sobre la arteria

m}’KasaTenb pacriono-
KeHUA nNneyeBoi apTepumn
Kolluk tizerindeki
isaretin konumu arterin
tzerine gelmelidir
Znacznik na mankiecie,
wskazujacy pozycje
umieszczenia nad tetnicg
Marcador da bracadeira
a posicionar sobre a artéria
PRRRENIEIC AR |
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position

ﬂn Pointeur de plage et
position d'alignement sur
l'artére brachiale

B3 Bereichsanzeiger und
Ausrichtungsposition mit
der Oberarmarterie
Puntatore e posizione
diallineamento dell'arteria
brachiale

A indicacion de las
medidas y posicion de
alineacion con la arteria
braquial

INDEX [Range pointer and brachial artery alignment

m Monoxexve

COBMelLleHVIA yKa3aTena
[vara3oHa 1 nneyeson
apTepun
Aralik isaretgisi ve kol
arteri hizalama konumu
I Wskaznik zakresu i
dostosowania pozycji do
tetnicy ramiennej
Indicador de gama e
posigao de alinhamento da
artéria braquial
asls Gl jise m
Ol a8l alsll
g
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Range indicator of arm
circumferences to help
selection of the correct

QUALITY |Manufacturer’s quality control mark

PASS m Marque de controle de  [[{¥] Orverka npousso-
la qualité du fabricant [ITENA O KOHTPOse KayecTsa

RANGE __ MIN

[ g MaX
’
M= Y T = ¢

cuff size m Qualitatskontroll- Ureticinin kalite kontrol
N zeichen des Herstellers isareti
E indicateur de [ Cumeon ananazora i

plage de circonférence
du bras, pour la
sélection de la taille de
brassard adaptée
B3 Bereichsanzeige
fiir den Armumfang
zur Auswahl
derrichtigen
Manschettengrofe
Indicatore
degliintervalli di
circonferenze braccio
per la scelta della
misura di bracciale
corretta

B Indicador de

las medidas del
perimetro de brazo
para ayudarle a
seleccionar el tamafo
de manguito correcto

OKPY>KHOCTU Mjieva Ans
nomoLuy npv nogbope
NpPaBUbHOTO pasMepa
MaHXeTbl
Dogru kolluk l¢tistinti
bulmaya yardimci olan kol
cevresi aralik gostergesi
Wskaznik zakresu
obwodu ramienia
pomagajacy w doborze
mankietu o wiasciwym
rozmiarze
Indicador da gama de
perimetros do brago que
auxilia a selegdo do tamanho
de bracadeira correto

AP BNRAETRENIN AR
el paall aaai e saclusdll

Lelal byl

Contrassegno controllo [T Znak kontroli jakosci

qualita del produttore producenta
E Marca del control de Marca de controlo da

calidad del fabricante qualidade do fabricante

FPRECRPRON AR
il 4S80 Lala))

LATEX FREE

Not made with natural rubber latex

IE3] Ne contient pas de latex V] He conepxur

de caoutchouc naturel HaTypanbHbIil laTekc

X3 Enthilt kein Naturlatex Dogal kauguk lateksten
Non contiene lattice di ~ Uretilmemistir

gomma naturale m Wyprodukowane bez
R No contiene latexde  uzycia naturalnego lateksu
caucho natural Nao é fabricado em
latex de borracha natural
il (50 aieadll 43 AR
oraslll Llladll 85y
Arm circumference
m Circonférence dubras [} OxpyxHocts nneva

Armumfang Kol gevresi
IR Girconferenza del braccio [Tl Obwod ramienia
B Perimetro de brazo Circunferéncia do braco

PSP AR |




Need for the user to follow this instruction
manual thoroughly for your safety.

(Background: blue)
m Lutilisateur doit
suivre attentivement
ce mode d'emploi
pour votre sécurité.
(Fond : bleu)

Ea Damit

die Sicherheit
gewadhrleistet

ist, muss der
Benutzer diese
Gebrauchsanweisung
sorgfaltig befolgen.
(Hintergrund: blau)
Per la propria
sicurezza, I'utente
deve seguire
attentamente il
presente manuale
diistruzioni.
(Sfondo: blu)

IE Es necesario
que el usuario siga
rigurosamente

este manual de
instrucciones para
su seguridad.
(Fondo: azul)

m B uensax obecneyeHmns
6e30MacHOCTY CTPOro
cnepyiTe yKasaHuam B
[laHHOM PyKOBO/CTBE MO
sKcnnyataumu. (PoH: cuHui)
Gvenlik agisindan
kullanicinin bu kullanim
kilavuzuna dikkatle uymasi
gerekir. (Arka plan: mavi)
Dla zachowania
bezpieczenistwa uzytkownik
musi $cisle przestrzegac
niniejszej instrukcji obstugi.
(Tto: niebieskie)
O utilizador tem de
seguir cuidadosamente
este manual de instrugoes
para sua propria seguranca.
(Fundo: azul)
SEJRRCWERN AR
il sal gl el syl
e Jaliall 13a JalSIL ol yY)
(18,5 Aalall) dadid)

Direct current
m Courant continu
3 Gleichstrom
Corrente diretta
B Corriente directa

m MocToAHHbIN TOK
Dogru akim
M Prad staty

Corrente direta

EE] AR|

Alternating current
IE3 Courant alternatif
Y3 Wechselstrom
Corrente alternata
A corriente alterna

m MepemeHHbIN Tok
Alternatif akim
m Prad zmienny
Corrente alterna

sl m

B

Date of manufacture
3] Date de fabrication

[T fiava warotosnenma

m Herstellungsdatum Uretim tarihi
Data di fabbricazione [l Data produkdji
A Fecha de fabricacion Data de fabrico

el )8 m
Prohibited action
m Action interdite [ 3anpewetnbie peitctaus
33 verbotene Aktion 5 Yasaklanmis eylem
Operazione proibita m Czynnos¢
B Accion prohibida niedozwolona

Acéo proibida
JENORIN] AR
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Recycle mark
X: Material number

Y: Material abbreviation
Refer to 97/129/EC for more information.

&) Marque de recyclage
X : Numérotation des
matériaux
Y : Abréviation pour les
matériaux
Voir 97/129/CE pour
plus d'informations.

m Recyclingsymbol
X: Materialnummer
Y: Materialabkiirzung
Weitere Informationen
siehe 97/129/EG.

Simbolo di riciclaggio
X: Codice materiale
Y: Abbreviazione
materiale
Fare riferimento a
97/129/CE per ulteriori
informazioni.

B3 Marca de reciclaje
X:NUmero de material
Y: Abreviatura del
material
Consulte 97/129/CE
para mas informacion.

EBHaK nepepaboTku
X:Yncnosoe
o603HaueHve
Mmatepuana
Y: Mopapo6Hee o
COKpaLLEHHOM
Ha3BaHWV MaTepranos
cm. 97/129/EC.

R Geri doniistim isareti
X: Malzeme numarasi
Y: Malzeme kisaltmasi
Daha fazla bilgi icin
bkz. 97/129/EC.

EMznak recyklingu
X:Numer materiatu
Y: Skrocona nazwa
materiatu
Wiecej informacji
mozna znalez¢ w

dyrektywie 97/129/WE.

I Marca de reciclagem
X:NUmero de material
Y: Abreviatura de
material
Consultar a Diretiva
97/129/CE para obter
mais informagoes.
sl sale) Adle
sl 485 X
salall jlaial 1Y
23«1 97/129/EC &),
lalaall e

Recycling instruction for packaging elements

Eﬂ Instruction de recyclage pour [0 ViHcTpykuus o nepepatotke
les éléments d'emballage 3/1eMEHTOB YMaKoBKM ANA
EE Recycling-Anleitung fiir Opanyyn
Verpackungselemente Ambalaj Ogeleri icin geri
Istruzioni per il riciclaggio dei dénistirme talimati
componenti dellimballaggio m Instrukcja recyklingu
A instrucciones de reciclaje de los element6w opakowania
elementos de embalaje Instrugdes de reciclagem para
os elementos de embalagem
JUAREEPRNTSTER] AR |
e
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Instruction Manual OMmRON

Automatic Upper Arm
Blood Pressure Monitor

M2 Basic (HEM-7121J-E)
X2 Basic (HEM-7121J-EO)

ALl for Healthcare

IM2-HEM-7121J-E-04-05/2024
3275343-9D

Read Instruction manual (1) and (2) before use.
A Lire le mode d’emploi (D et (2 avant l'utilisation.
B3 Lesen Sie vor der Verwendung die Gebrauchsanweisung (1 und (2).
Leggere il manuale di istruzioni (1D e (2 prima dell’uso.
A Lea el manual de instrucciones (D y (2) antes del uso.
[ MpouTtnTe pyKoBOACTBO Mo 3KcnnyaTaummn (D v (2) nepef NCNofb30BaHNEM.
Kullanmadan 6nce, kullanim kilavuzu (D ve (2)'yi okuyun.
@ Przed rozpoczeciem korzystania z cisnieniomierza nalezy przeczytac instrukcje
obstugi M i@.
Leia o Manual de instrucdes (1) e (2) antes de utilizar.
A J8 (@) (D wilala,y) s §os MR

Package Contents

@ Contenu de I'emballage

B3 Packungsinhalt

Contenuto della confezione
A Contenido del envase

X KomnnekTt noctaBkm

Paketin icindekiler
Zawartos¢ opakowania

Conteudo da embalagem

5yl iy gina [

Preparing for a Measurement
@ Préparation d’'une mesure

B3 Vorbereiten einer Messung
Preparazione per la misurazione
A Preparacién para una medicién

[ MNoaroToska k UsMepeHuio
Olciim Hazirhg

8 Przygotowanie do pomiaru
Preparacao de uma medicdo

[EREAR PR RSPENAl AR |
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5 minutes before: Relax and rest. ’

@ 5 minutes avant : détente et repos.

30 minutes before
& 30 minutes avant
P 30 Minuten vorher
30 minuti prima
A 30 minutos antes
¥ 3a 30 munyT g0

30 dakika 6nce

30 minut przed

30 minutos antes

EEIR N R RE K] AR

B 5 Minuten vorher: ruhig hinsetzen.

5 minuti prima: rilassarsi e stare a riposo.
A 5 minutos antes: relajese y descanse.

[0 3a 5 muHyT fo: paccnabbTech 1 0TAOXHUTE.
5 dakika 6nce: Gevseyin ve dinlenin.

5 minut przed: odprez sie i odpocznij.

5 minutos antes: descontrair e repousar.

&S5 il 38 © gl saey (b Jg I

Installing Batteries

@ Mise en place des piles
BH Einsetzen der Batterien
Installazione delle batterie
A Instalacion de las pilas

X YctaHoBKa anemeHTOB NTaHMA
Pillerin Takilmasi

Instalacja baterii

Instalacéo das pilhas

bl S 5 R

|AA, 1.5V x 4

Applying the Cuff on the Left Arm

@ Pose du brassard sur le bras gauche [ PacrionoxeHne maHeTbl Ha IeBON pyke

B3 Anbringen der Manschette am linken Arm Kollugun Sol Kola Takilmasi

Applicazione del bracciale sul braccio sinistro Zaktadanie mankietu na lewe ramie

E Colocacion del manguito en el brazo izquierdo Aplicacao da bracadeira no braco esquerdo
oY) oW e helal) Ly, cal (R

@Tube side of the cuff should be 1 - 2 cm above the inside elbow.

IE3 Le coté tuyau du brassard doit étre positionné 1 & 2 cm au-dessus de l'intérieur du coude.

Das Manschettensttick mit dem Schlauch muss 1 bis 2 cm oberhalb des Ellbogens liegen.
Il lato del bracciale con il tubo deve trovarsi al di sopra dell'interno del gomito, a una distanza di circa 102 cm.
A El lado del tubo del manguito debera quedar 1 0 2 cm por encima de la parte interna del codo.
Y Kpait maHKeTbl C TPy6KOII OMKEH HAXOAUTLCA Ha 1-2 CM BbllLe NOKTEBOro Cruba.
Kollugun boru tarafi, dirsek icinin 1 ila 2 cm Ustiinde olmalidir.
[Z8 Koniec mankietu z podfaczonym przewodem powietrza powinien znajdowac sie 1-2 cm powyzej zgiecia tokcia.
4l O lado do tubo da bracadeira deve estar 1 - 2 cm acima do interior do cotovelo.

B 06 e Y () (e daeLall Ty 530 (e sk A1) il i of e BT
e Make sure that air tube is on the inside of your arm and wrap the cuff
securely so it can no longer slip round.

IE3 Assurez-vous que le tuyau a air se trouve du c6té intérieur de votre bras et enroulez fermement
le brassard de maniére qu'il ne puisse plus tourner.

DX Stellen Sie sicher, dass der Luftschlauch an der Arminnenseite sitzt, und befestigen Sie die
Manschette sicher, so dass sie nicht verrutscht.

Assicurarsi che il tubo dell'aria si trovi allinterno del braccio e avvolgere il bracciale saldamente in modo che non possa ruotare.
Asegurese de que el tubo de aire se encuentra en la cara interna del brazo y enrolle el manguito
con firmeza para que no pueda deslizarse.

Y Y6enutecs, uto Bo3AyxoBOAHAA TPY6Ka HAXOANTCA Ha BHYTPEHHE NOBEPXHOCTM Nieya 1
HafieXKHO 06epHUTE MaHXeTy, YTOObl OHa He MPOKPYUMBanacb BOKPYT PyKu.

Hava borusunun kolunuzun i¢ tarafinda oldugundan emin olun ve kollugu kaymayacak sekilde sabit sekilde sarin.

Upewnic sig, ze przewdd powietrza znajduje sie po wewnetrznej stronie ramienia i owinac starannie mankiet, aby sie nie zsuwat.

[l Certifique-se de que o tubo de ar esta na parte interior do brago e enrole a bracadeira firmemente, para que nao deslize.

£10U sn Bhon Y Cumy Sl dae Ll oy 80 Gy el 53 g 2l calall e el sell sk s of e S5 B

If taking measurements on the right arm, refer to:

IE3 Pour la prise de mesures au bras droit, voir :
DB Bei Messungen am rechten Arm siehe:
Se la misurazione viene eseguita al braccio destro, fare riferimento a:
A sivaa-realizar mediciones en el brazo derecho, consulte:
[ Mpu usmepenuu Ha npasoit pyke cm:
Sag koldan 6l¢lim yapiyorsaniz asagidakilere bakin:
W Pomiar cisnienia na prawym ramieniu, patrz: Instruction Manual (1)
Se fizer as medi¢6es no brago direito, consulte: =23

1 el ¥l g LA e Gl ¢l a) s 4 BT

Sitting Correctly

@ Position assise correcte

B3 Korrekte Kérperhaltung

Come sedere nel modo corretto
E Cémo sentarse correctamente

[ Cagbre npasunbHO

Diizgiin Oturma

Zaktadanie mankietu na lewe ramie
Como sentar-se corretamente

g S uslall [T

Sit comfortably with your back and arm supported.

IEE S'asseoir de facon a ce que le dos et le bras soient bien soutenus.
B3 Mit dem Riicken anlehnen und den Arm auf eine Unterlage legen.
Sedere con la schiena e il braccio ben sostenuti.
A siéntese de modo que la espalda y el brazo estén bien apoyados.
[ Cagbre Tak, uTo6bl CMMHa 1 pyKa ONMpPaniich Ha YTo-116o.
Sirtiniz ve kolunuz desteklenecek sekilde oturun.
Usig$¢ wygodnie, opierajac plecy i ramie.
Sente-se confortavelmente apoiando as costas e o braco.
EERPICRRE PR PSS JUFRUNPRN] AR

@) Place the arm cuff at the same level as your heart.
E Le brassard doit se trouver au méme niveau que votre cceur.
DB Die Manschette auf Herzhohe platzieren.
Posizionare il bracciale allo stesso livello del cuore.
A Coloque el manguito al mismo nivel que el corazén.
Y MarskeTa gom«Ha HaxoaMTbCA Ha YPOBHE cepaLa.
Kollugu kalbinizle ayni diizeye getirin.
Mankiet powinien znajdowac sie na wysokosci serca.

Coloque a bracadeira ao mesmo nivel do coracéo.
s Al (5 giana B g 1A Ll gy o I

@ Keep feet flat, legs uncrossed, remain still and do not talk.

& Garder les pieds a plat, les jambes non croisées, ne pas bouger et ne pas parler.
[ FiRe flach auf den Boden stellen, die Beine nicht kreuzen, still halten und nicht sprechen.
Tenere i piedi ben poggiati, non incrociare le gambe, rimanere fermi e non parlare.
I Mantenga los pies planos, las piernas sin cruzar, quédese quieto y no hable.
[ MocraebTe HOrM poBHO, He NepekpelLMBas X, He ABMraiiTech U He pasrosapuBaiiTe.
Ayaklarinizi diiz, bacaklarinizi acik tutun, hareketsiz kalin ve konusmayin.
Stopy utozy¢ ptasko na podtodze, nie krzyzowac nég, siedzie¢ spokojnie, bez ruchu i nie rozmawiac
Mantenha os pés no chdo, ndo cruze as pernas, mantenha-se imovel e nao fale.
UV UE: T g IS IP ISP JET- PRI NIVPIDPRN JEE- RN AR |

Taking a Measurement
@ Réalisation d’une mesure
B3 Vornehmen einer Messung
Misurazione

A Obtencién de una lectura

[ BoinonHeHune nsmeperuii
Olciim Yapma

Prawidtowa pozycja ciata
Realizacdo de uma medicdo

EERURBEN AR
g | "B |52 ||!B
R
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When the [START/STOP] button is pressed, the measurement is taken and saved automatically.

IE Aprés une pression sur le bouton [START/STOP], la mesure démarre et le résultat est enregistré automatiquement.
DX Beim Driicken der Taste [START/STOP] erfolgt die Messung. Die Messwerte werden automatisch gespeichert.
Quando si preme il pulsante [START/STOP], la misurazione viene eseguita e salvata automaticamente.
A Al pulsar el botén [START/STOP], se obtiene la medicién, que se guarda automaticamente.

Y Mocne Toro, kak kHonka [START/STOP] HaxaTa, U3MepeHIie BbIMOMHAETCA U COXPaHAETCA aBTOMATUYECKN.
[START/STOP] diigmesine basildiginda 6l¢tim yapilir ve otomatik olarak kaydedilir.

Po nacisnieciu przycisku [START/STOP] nastepuje pomiar i jego automatyczny zapis.

Quando o botao [START/STOP] é premido, a medicdo é feita e gravada automaticamente.

Gl ddais 5 (gl ) gl 2 ([START/STOP] ) Gle bxall e (R

If your systolic pressure is more than 210 mmHg:

After the arm cuff starts to inflate, press and hold the [START/STOP] button until the monitor
inflates 30 to 40 mmHg higher than your expected systolic pressure.

IE3 Si votre pression systolique est supérieure a 210 mmHg :
Lorsque le brassard se gonfle, appuyer sur le bouton [START/STOP] et le maintenir enfoncé jusqu'a ce que le tensiométre
atteigne une pression de gonflage supérieure de 30 a 40 mmHg a votre pression systolique attendue.

B3 wenn Thr systolischer Druck hoher ist als 210 mmHg:
Nachdem die Manschette begonnen hat, sich aufzupumpen, driicken Sie die [START/STOP]-Taste, und halten Sie sie
gedriickt, bis ein Druck von 30 bis 40 mmHg Uber Ihrem erwarteten systolischen Druck erreicht ist.

Se la pressione sistolica e superiore a 210 mmHg:
Quando il bracciale inizia a gonfiarsi, premere e mantenere premuto il pulsante [START/STOP] finché il misuratore non
raggiunge una pressione da 30 a 40 mmHg superiore rispetto al valore di pressione sistolica atteso.

A En caso de que su presion arterial sistélica esté por encima de 210 mmHg:
Una vez que el manguito comience a inflarse, mantenga pulsado el botén [START/STOP] hasta que el monitor indique que
elinflado esta entre 30 y 40 mmHg por encima de la presion arterial sistélica estimada.

Y Ecnn cucronnueckoe gaBnexne sbiwe 210 MM.pT.CT.:
Mocne Toro, Kak HaYanocb aBTOMATUYECKOE HarHeTaHMe BO3[yXa B MaHXETy, HaXMuTe v yaepxwBaite kHonKy [START/STOP] go Tex nop, noka
IMEKTPOHHbIV BNIOK He MOBHIMET JaBNeHHe [0 3HaueHNs, MPEBbILIAIOLIEro OXZaeMoe CUCTONECKOe aBneHne Ha 30-40 MM pr. cT.

Sistolik basinciniz 210 mmHg'den fazlaysa:
Kolluk sismeye basladiktan sonra, [START/STOP] diigmesine basin ve 6l¢iim cihazi beklediginiz sistolik
basing degerinden 30 ila 40 mmHg daha fazla sisene kadar basili tutun.

Jesli cisnienie skurczowe jest wyzsze niz 210 mmHg:
Po rozpoczeciu napetniania mankietu nacisng¢ i przytrzymac przycisk [START/STOP], az cisnieniomierz
napompuje mankiet do wartosci o 30-40 mmHg wyzszej od przewidywanego cisnienia skurczowego.

Se a tensao sistdlica estiver acima dos 210 mmHg:
Depois de a bragadeira comecar a insuflar, prima e mantenha premido o botao [START/STOP] até que
o medidor insufle 30 a 40 mmHg acima da tenséo sistélica esperada.
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yA Checking Readings
@ Vérification des résultats
B3 Priifen der Messwerte
Controllo dei risultati
E Comprobacién de lecturas

Systolic blood pressure ——— —— Memory symbol
[E Pression artérielle systolique 1 1) [ Symbole de la mémoire
B3 Systolischer Blutdruck - Es B3 Speichersymbol

Pressione sistolica an’ Yam! Tam? Indicatore della
N

A Presién arterial sistélica memoria
[ Cucronnueckoe A Simbolo de memoria
10
— - e’ e
N

apTepuanbHoe AaBeHve [ NMukrorpamma namatu
Sistolik kan basinci Hafiza simgesi
¥ Cisnienie skurczowe krwi Symbol pamieci
Tensao arterial sistolica Simbolo de meméria

il

AR IRBRICN AR| ‘.-‘.-‘ FNRIEYSY AR |
@ DN '_IE Low / Depleted battery
Diastolic blood pressure 4 _J symbol

2]
—

E Symbole de faiblesse/
épuisement des piles

PBI3 Symbol fur niedrigen Batterie-
ladestand / leere Batterien

@ Pression artérielle diastolique
B3 Diastolischer Blutdruck
Pressione diastolica

A Presion arterial diastdlica Pulse rate Simbolo di batteria in
X Avactonnueckoe IE Fréquence [ Yactota esaurimento / esaurita
apTepuanbHoe aBeHne cardiaque nynbca A Simbolo de pilas bajas/

agotadas

Diyastolik kan basinci
[ ViHankatop HI3KOro ypoBHsa

P Pulsfrequenz Nabiz (sayisi)

W Cisnienie rozkurczowe krwi Frequenza Tetno 330513 SNEMEHTOB NTaHMA
Tenséo arterial diastélica d9|||€ o Frequéncia Ha%znada Saklanan Olciim
eyl a s [ = E;zaz""?' do pulso Degeri
i uencia . Symbol niskiego poziomu
; sl Jaxe B Yy Kiego p .
cardiaca natadowania / roztadowania
baterii
Simbolo de bateria fraca/
esgotada

el /4 adl 5 e alisd) e, BN

Appears when an irregular rhythm* is detected during a measurement.
If it appears repeatedly, OMRON recommends to consult your physician.

O) IE3 S'affiche lorsqu’un rythme irrégulier* est détecté pendant une mesure. S'il s'affiche a

plusieurs reprises, OMRON recommande de consulter votre médecin.

B3 Wird angezeigt, wenn wihrend einer Messung ein unregelméaBiger Herzschlag* festgestellt
wird. Wird das Symbol wiederholt angezeigt, empfiehlt OMRON, sich an Ihren Arzt zu wenden.

Viene visualizzato se nel corso di una misurazione viene rilevato un ritmo cardiaco irregolare*.
Se il simbolo appare ripetutamente, OMRON consiglia di consultare il medico curante.
Aparece cuando se detecta un ritmo irregular* durante una medicion. Si aparece varias
veces, OMRON recomienda que consulte a su médico.

[ Oro6paxaetca, ecnv npu n3mepeHUmn onpeaenaeTca HeperynApHbIi putm*. ECv 3ToT cumBon
oTobpaxaeTca HeofHOKPaTHO, komnaHuAa OMRON pekomMeHAyeT 06paTUTLCA K Nevallemy Bpayy.

Bir 6lcim esnasinda diizensiz ritim* saptandiginda goriinir. Tekrarh sekilde goriinirse
OMRON doktorunuza danismanizi énerir.

Pojawia sie, gdy w czasie pomiaru wykryto arytmie*. Jezeli pojawia sie wielokrotnie, firma
OMRON zaleca konsultacje z lekarzem.

Aparece quando um ritmo irregular* é detetado durante uma medicdo. Se aparecer
repetidamente, a OMRON recomenda que consulte o seu médico.

OMRON (s 55 ¢ 5 Sia JS a5l die () Ailae ol 3 *Clill il o DUl ane CELES) vie el B
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[ Mposepka pesynsTatos

Olciim Degerlerini Kontrol Etme
Sprawdzanie odczytéw
Verificar leituras

EXRR RN AR |

Cuff is tight enough.

& Le brassard est suffisamment serré.
Manschette sitzt ausreichend straff.

Il bracciale e stretto a sufficienza.

A El manguito esta lo suficientemente prieto.
MaH»eTa 3aTAHyTa JOCTAaTOUHO TYyro.

Kolluk yeterince sikidir.

Mankiet jest wystarczajaco ciasno
zatozony.

A bracadeira estd bem apertada.

i Ly oS Lz Ll Ly y0 B

[3] Apply cuff again MORE TIGHTLY.

IE3 Poser le brassard en le serrant davantage.
P Manschette STRAFFER ziehen.

Applicare di nuovo il bracciale
STRINGENDOLO DI PIU. i

A Vuelva a poner el manguito MAS PRIETO.

[ HanoxwuTe marxety eule pa3 BOJIEE TYTO.

Kollugu tekrar, DAHA SIKI bir sekilde takin.

¥ Zatozy¢ mankiet ponownie, MOCNIEJ
zaciskajac.

Aplique a brag adeira de novo MAIS APERTADA.

JAlSs) ST S (5 a0 5 e Japlall 1y 2

*An irregular heartbeat rhythm is defined as a rhythm that is 25% less or 25%
more than the average rhythm detected during a measurement.

IE3 *Un rythme cardiaque irrégulier est défini comme un rythme inférieur ou supérieur de 25 % au
rythme moyen détecté durant une mesure.

DB *Ein unregelmaBiger Herzschlag ist definiert als ein Herzrhythmus, der weniger als 25 % oder mehr als
25 % des mittleren Herzrhythmus betragt, der wahrend der Blutdruckmessung erkannt wird.

*Si definisce ritmo cardiaco irregolare un ritmo cardiaco inferiore del 25% o superiore del 25% rispetto
al ritmo medio rilevato durante una misurazione.

A *Latido arritmico se define como un ritmo que es un 25 % menor o un 25 % mayor que el ritmo medio
detectado durante una medicion.

[ *HeperynapHbiit putv cepaLiebueHmns — 3To pUTM, KOTOpbIii Ha 25% MefieHHee Uni GbicTpee
N3MEePEHHOTO CPefJHEro PUTMa.

*Duizensiz kalp atisi ritmi, bir 6l¢lim sirasinda saptanan ortalamadan %25 daha diisiik veya %25 daha
yuksek ritim olarak tanimlanir.

*Jako nieregularny rytm serca okre$la sie stan, w ktérym rytm uderzen serca jest o 25% wolniejszy lub
0 25% szybszy od sredniej czestosci uderzen serca wykrytej podczas pomiaru.

*Um ritmo de batimento cardiaco irregular é definido como um ritmo 25% inferior ou 25% superior
ao ritmo médio detetado durante uma medicdo.
oSS 51 7Y0 Jomas Gl iles sl 8 ALIS) iy (530 mpalal adil) (e OB i iy ) il i ol sl i e B
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Error messages or other problems? Refer to:

[ Messages d'erreur ou autres problémes ? Voir :

DB Weitere Fehlermeldungen oder Probleme siehe:
E = Messaggi di errore o altri problemi? Fare riferimento a:
A ;Hay mensajes de error u otros problemas? Consulte: .
Foutmeldingen of andere problemen? Raadpleeg: Ilr]%;n;ftlon Manual (1D
[ Coobuerns 06 ownbkax nam apyrue HemcnpasHoctn? Cm:

Hata mesajlari veya baska sorunlar mi var? Bkz:

¥ Komunikaty o btedzie lub inny problem? Przejdz do:

Mensagens de erro ou outros problemas? Consulte:
(et AN eoikad) f Waal i, BT

Using Memory Fulauticows 22

I Utilisation des fonctions de mémoire
B3 Verwendung der Speicherfunktionen
Uso delle funzioni di memoria

A Uso de las funciones de memoria

[ Vicnonb3oBaHme GyHKUMM NamaTy
Hafiza Fonksiyonunun Kullaniimasi
Korzystanie z funkcji pamieci
Utilizacdo das fun¢ées de memoria

5 SIAN il 5 aladi) (AR]

8.1 Reading Stored in Memory

I Mesure stockée en mémoire
P Gespeicherte Messung
Risultato conservato in memoria
A Lectura guardada en la memoria
Y CoxpaHeHue pe3ynbratos B namaty
Hafizada Saklanan Olciim Degeri
M Odczyty zapisane w pamieci
Leituras guardadas na memoria
58I L sel s 3 B
A Se ha guardado su

Your last reading is

stored. ultima Iectyra.
. ¥ NocnepHnin pesynbrat
IE Votre derniere coxpaHeH
mesure est Son 6l¢iim degeriniz
enregistree saklanir.
X Die letzte Messung  [m 7apisywany jest ostatni
wird gespeichert. odczyt.
Viene conservato A sua ultima leitura é
I'ultimo risultato. guardada.
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Cancellazione di tutti i risultati I Tiim Olciim Degerlerini Silme
A Eliminacion de todas las lecturas Usuwanie wszystkich

8.2 Deleting All Readings

IE Suppression de toutes les mesures

B3 Loschen aller Messwerte Y Ynanenue scex pesynstatos odczytéw
Eliminagdo de todas as leituras
EAN RPN AR |
START
STOP
>
15 sec+

Optional Medical Accessories
@ Accessoires médicaux optionnels
B3 Optionales medizinisches Zubehér
Accessori medicali opzionali

E Accesorios médicos opcionales

W [lononHuTenbHO NpriHagneKHOCTY
Opsiyonel Tibbi Aksesuarlar
Opcjonalne akcesoria medyczne
Acessoérios médicos opcionais
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Arm Cuff @ ; ;
Model: Model (code): Model (code):
HEM-RML31 CS2 Small Cuff CM2 Medium Cuff
22-42cm (HEM-CS24) (HEM-CR24)
17-22cm 22-32cm
AC Adapter 4 N
Model: Model: @
HHP-CMO1 HHP-BFHO1

https://www.omron-healthcare.com/

Manufacturer  Produttore Uretici OMRON HEALTHCARE Co., Ltd.
Fabricant Fabricante Producent
Hersteller MpoussoanTens  Fabricante 53, Kunotsubo, Terado-cho, Muko, KYOTO, 617-0002 JAPAN
Axiadllds yal
EU-Représentant ~ Przedstawiciel OMRON HEALTHCARE EUROPEB.V.

| EC [REP|

EU-representative
Mandataire dans I'UE

Rappresentante per 'UE handlowy w UE
Representante enla UE Representante da UE
NMpeactaBntenb B EC 509 aiVldiallden
AB temsilcisi

Importerin EU
Importateur dans I'UE
Importeur in der EU

Importatore per 'UE Importer na obszarze
Importador en la UE  Unii Europejskiej
Wmnoprtep B EC Importador na EU
AB'de ithalatci i3 d el ) dud

Wegalaan 73, 2132 JD Hoofddorp,
THE NETHERLANDS
www.omron-healthcare.com

Production facility
Site de production
Produktionsstatte

Stabilimento di produzione - Uretim Tesisi

Planta de produccién  Siedziba produkgji
NMpowussopcTeeHHoe  Local de produgao
noppasgaeneHve Gnaillsliia

OMRON HEALTHCARE MANUFACTURING
VIETNAM CO., LTD.
No.28 VSIP II, Street 2, Vietnam-Singapore Industrial Park I,

Binh Duong Industry-Service-Urban Complex, Hoa Phu Ward,
Thu Dau Mot City, Binh Duong Province, Vietnam
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[ He sbi6pacbisaiite BO3AyLIHbIN WTEKEP.
OH MOXeT NOAOWTY K JONONTHUTENbHON

Do not throw the air plug away. The air
plug can be applicable to the optional cuff.
[ Ne pas jeter la prise de gonflage. La prise de
gonflage peut étre utilisée pour le brassard
en option.

DX Entsorgen Sie den Luftschlauchstecker nicht.
Der Luftschlauchstecker wird fiir die optionale
Manschette verwendet.

Non gettare via I'attacco del tubo dell’aria.
L'attacco del tubo dell’aria puo essere applicato
al bracciale opzionale.

A No tire el conector para tubo de aire.

El conector para tubo de aire puede ser
utilizado con el manguito opcional.

MaHxeTe.

Hava tipasini atmayin. Hava tipasi istege bagl
kolluga uygulanabilir.

Nie wyrzucac wtyczki przewodu powietrza.
Wtyczke przewodu powietrza mozna podtaczy¢
do opcjonalnego mankietu.

Nao deite fora a ficha de ar. A ficha de ar pode
ser aplicavel a bracadeira opcional.
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Subsidiaries
Succursales
Niederlassungen
Consociate
Empresas filiales
Qunuansl
Yan Kuruluslar
Filie
Filiais

Al

Importer in the United Kingdom and
UK responsible person
Importateur et responsable au Royaume-Uni
Importeur im Vereinigten Konigreich und
Verantwortliche Person fiir UK
Importatore e responsabile per il Regno Unito
Importador y responsable en el Reino Unido
Vimnoptep B BennkobputaHum un
YNOJHOMOYEHHOE NINLIO
Birlesik Krallik'taki Ithalatci ve Birlesik Krallik
sorumlusu
Importer na terytorium Wielkiej Brytanii i
osoba odpowiedzialna w Wielkiej Brytanii
Importador no Reino Unido e responsével no
Reino Unido
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OMRON HEALTHCARE UK LTD.

Opal Drive, Fox Milne, Milton Keynes, MK15 0DG, UK
www.omron-healthcare.com/distributors

OMRON MEDIZINTECHNIK
HANDELSGESELLSCHAFT mbH/
OMRON SANTE FRANCE SAS
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